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'If we are ever to discover the laws of nature, we must do so by obtaining the most 

accurate acquaintance with the facts of nature, and not by dressing up in philosophical 

language the loose opinions of men who had no knowledge of the facts which throw most 

light on these laws.' 

'é the medium [vast interplanetary and interstellar regions] has other functions and 

operations besides bearing light from man to man, and from world to world, and giving 

evidence of the absolute unity of the metric system of the universe. Its minute parts may have 

rotatory as well as vibratory motions, and the axes of rotation form those lines of magnetic 

force which extend in unbroken continuity into regions which no eye has seen, and which, by 

their action on our magnets, are telling us in language not yet interpreted, what is going on in 

the hidden underworld from minute to minute and from century to century.' 

 

'On Action at a Distance' by James Clerk Maxwell. Original text from the Proceedings of the 

Royal Institution of Great Britain, 1876. Reprinted by Cambridge University Press in 1980 

(MAXWELL, 1980).  



 

 

ABSTRACT 

 

Pulsed electric fields (PEF) can improve and be an alternative to traditional methods in the 

areas of medicine and biotechnology. PEF can open pores in the cell membrane; this 

phenomenon is called electroporation. Electroporation can be used to transfer substances to 

cells, treat cancers or non-thermal pasteurisation. Electroporation is a dynamic phenomenon 

characterized by altering the cell membrane permeability. This thesis aims to develop a 

sensing method for electroporation during the PEF protocol. We propose using the PEF 

current reading to get treatment feedback. This approach is non-invasive and can be 

implemented using the existing PEF electrodes. Ultimately the proposed methods can be used 

to better understand (e.g., modelling) and control electroporation.  We executed four 

experiments to support the objective: (i) We investigated the effects of irreversible 

electroporation pulse amplitude on S. cerevisiae using cell viability tests, macroscopic 

impedance measurements, scanning electron microscopy and numerical simulations. 

Irreversible electroporation proved to reach active yeast limits established by wine standards 

within 500 kV/m. We detected a 15% increase in the pulse current measurements for a  

100-fold yeast viability decrease to 105 cells/ml. Scanning electron microscopic show details 

of PEF-triggered yeast surface damage. The direct current is affected by other effects rather 

than electroporation as PEF contain a broad spectrum of frequencies, mainly sub-10 kHz 

(typically pulsed high voltage signals). (ii) We investigate the use of alternating current 

superposing the PEF protocol to mitigate other effects interferences. We used COMSOL 

simulations with yeast electroporation model to demonstrate that the cell membrane and wall 

are susceptible to the passage of the displacement current starting between 10 kHz to 10 MHz. 

The biological media have specific characterization in the broad frequency spectrum. Those 

contribute with most of macroscopic dispersion ɓ, which is used to development of biological 

sensors. We show that certain frequencies could be used to detect the occurrence of 

electroporation, i.e., dielectric dispersion modulated sensing. (iii) We developed a custom 

signal generator capable of creating the PEF protocol with overlapping arbitrary signals. The 

system generates waveforms up to ± 85 V, 12 A and 100 kHz (THD < 2.5% at ± 30 Vpp). We 

used gel phantoms (with conductivity similar to the biological tissues, 0.1 S/m in tens of kHz) 

and likely to accumulate ions in the electrodes interface to study polarization effects. The 

results showed no significant changes at 100 kHz due to electrode polarization. It can be 

concluded that the reading at 100 kHz mitigates errors due to the electrodes polarization, and 

the system is satisfactory for evaluating responses at 100 kHz with DC bias. (iv) We executed 

in vitro study on S. Tuberosum using PEF and 100 kHz superposed sine. The analysis of the 

complex impedance as a function of the PEF has not yet been discussed in the literature. Our 

results show that certain levels of PEF induce a reduction in the sample's capacitive effect at 

100 kHz (ɓ dispersion shift), and the capacitance is no longer the main characteristic of the 

sample at tissue's irreversible electroporation experiments.  

 

Keywords: Pulsed Electric Fields. Electroporation. Dielectrics. Sensors. Impedance. High 

Voltage. ɓ-Dispersion. 
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RESUMO 

 

Os campos elétricos pulsados (PEF) podem melhorar ou ser uma alternativa a métodos 

tradicionais nas áreas de medicina e biotecnologia. Os PEF provocam abertura de poros na 

membrana celular (eletroporação). A eletroporação pode ser utilizada na transferência de 

substâncias para células, tratamento de cânceres ou pasteurização não térmica. A 

eletroporação é um fenômeno dinâmico caracterizado por alterar a permeabilidade da 

membrana. Esta tese tem como objetivo desenvolver um método de sensoriamento para 

eletroporação durante o protocolo PEF. Propomos usar a corrente do PEF para feedback. Essa 

abordagem não é invasiva e pode ser implementada usando os eletrodos existentes. Os 

métodos de detecção propostos podem ser usados para modelagem e controle da 

eletroporação. Foram executados quatro experimentos: (i) Investigação dos efeitos da 

amplitude de PEF para eletroporação irreversível em S. cerevisiae com medição da 

viabilidade celular, medidas de impedância macroscópica, microscopia eletrônica de 

varredura e simulações numéricas. A eletroporação irreversível com 500 kV/m reduz os 

números de levedura aos níveis industriais para vinho. Foi detectado um aumento de 15% nas 

medições de corrente do PEF para uma diminuição de 100 vezes na viabilidade para 105 

células/ml. A microscopia eletrônica mostra detalhes de danos na levedura. A corrente 

contínua é afetada por outros efeitos além da eletroporação, pois o PEF contém um amplo 

espectro de frequências, principalmente sub-10 kHz (tipicamente sinais pulsados de alta 

tensão). (ii) Investigamos o uso de corrente alternada sobreposta ao protocolo PEF para 

mitigar outros efeitos de interferências. Com COMSOL foram realizadas simulações de 

eletroporação de leveduras e demonstrado que a membrana e parede celular são suscetíveis à 

passagem da corrente de deslocamento iniciando entre 10 kHz a 10 MHz. Meios biológicos 

possuem uma caracterização particular no espectro de frequências. Esses contribuem com a 

maior parte da dispers«o macrosc·pica tipo ɓ, caracter²stica de interesse no desenvolvimento 

de sensores. A medição de impedância em certas frequências pode ser usada para detectar 

eletroporação. (iii) Foi desenvolvido um gerador de sinais capaz gerar PEF com sobreposição 

de sinais arbitrários. O sistema desenvolvido gera formas de onda de até ± 85 V, 12 A e  

100 kHz (THD < 2,5% a ± 30 Vpp). Phantoms de gel (com condutividade semelhante aos 

tecidos biológicos, 0,1 S/m em dezenas de kHz) e propensos a acumular íons nos eletrodos 

foram usados para estudar os efeitos da polarização. Os resultados não mostraram mudanças 

significativas de impedância em 100 kHz devido à polarização do eletrodo. A leitura em  

100 kHz reduz erros devido à polarização dos eletrodos, e o sistema é satisfatório para avaliar 

respostas em 100 kHz com polarização DC. (iv) Foi realizado o estudo in vitro com S. 

Tuberosum utilizando protocolos PEF com seno sobreposto de 100 kHz. A análise da 

impedância complexa em função do PEF ainda não foi discutida na literatura. Os resultados 

mostram que certos níveis de PEF induzem uma redução no efeito capacitivo da amostra em 

100 kHz (deslocamento de dispers«o ɓ), e a capacit©ncia n«o ® mais a principal caracter²stica 

da amostra em experimentos de eletroporação irreversível do tecido. 

 

Palavras-chave: Campos Elétricos Pulsados. Eletroporação. Dielétricos. Sensores. 

Impedância. Alta Tensão Elétrica. Dispersão ɓ. 



 

[blank page]  



 

 

RESUMO EXPANDIDO  

 

Introdução 

Os campos elétricos pulsados (PEF) podem ser utilizados como um processo não térmico 

baseado em eletricidade para controle celular (i.e., eletroporação). As aplicações de PEF 

necessitam condições específicas de controle de eletroporação. Essa tese é concentrada no 

sensoriamento de eletroporação usando medidas elétricas. As medições macroscópicas de 

propriedades elétricas podem ser usadas para detectar indiretamente a eletroporação. A 

membrana celular intacta é um material dielétrico e a abertura de poros por eletroporação, 

vazamento de íons e destruição da membrana aumentam a condutividade do sistema. A 

espectroscopia de impedância elétrica e a aquisição de tensão de corrente (ou densidade de 

corrente de eletrodos) são técnicas usadas para detectar a condutividade do meio. As 

medições elétricas macroscópicas podem utilizar os eletrodos já utilizados no aplicador de 

PEF, o que facilita a implementação em ambientes sanitários controlados. No entanto, existem 

desafios para medir a corrente elétrica de eletroporação ñrealò, pois outros efeitos (como a 

polarização dos eletrodos) podem afetar a medição, e, a análise de impedância requer a 

interrupção do PEF, o que pode ser uma limitação desses procedimentos. Além da 

complexidade de caracterizar amostras biológicas usando medições abaixo de 10 kHz, a 

eletroporação em si não é totalmente compreendida. Assim, os sistemas PEF geralmente não 

têm feedback de eletroporação porque não existe um método adequado de sensoriamento. 

Técnicas de detecção de eletroporação em tempo real podem beneficiar as aplicações de 

eletroporação e o entendimento de sua dinâmica. Os benefícios esperados são melhorar a 

segurança e a otimização do PEF, aumentar a eficiência energética, reduzir o efeito térmico e 

eletroquímico e aumentar a qualidade do produto ou do tratamento final. Nesta tese, 

avaliaremos uma nova abordagem para detectar a eletroporação durante sua ocorrência. 

Propomos um método e sistema de detecção, que pode ser estendido para controle celular, no 

qual a própria amostra colabora com a transdução do efeito (ou seja, sensoriamento tipo 

bioeletrônico). Nosso método de detecção é não invasivo e foi implementado em paralelo ao 

PEF, utilizando os mesmos eletrodos de aplicação e sobrepondo-se ao protocolo primário do 

PEF. 

 

Objetivos 

O objetivo desse projeto é desenvolver um método de detecção para eletroporação baseado 

em medições e análises de impedância durante o protocolo PEF. Em particular, usar a leitura 

atual do próprio protocolo para obter feedback sobre o tratamento. Os métodos de detecção 

propostos podem ser usados para entender melhor (por exemplo, modelar) e controlar a 

eletroporação. Existem duas linhas de estudo dentro da tese proposta: (i) O modelo 

computacional, que é importante para fazer cálculos desde propriedades absolutas de 

materiais até propriedades equivalentes. (ii) O estudo in vitro com tecido vegetal e levedura, 

onde foram extraídos os dados biológicos e os dados de corrente e tensão. 

 

Metodologia 

Foram utilizadas leveduras in vitro Saccharomyces cerevisiae ATCC®36900Ê, em baixa 

concentração (2,5 × 107 células/mL), para investigar os efeitos do PEF na viabilidade celular 

(usando o método do azul de metileno, 0,2% C16H18N3SCl), morfologia celular (usando 

microscópio eletrônico de varredura), condutividade (usando medições de tensão de corrente 

e espectroscopia de impedância) e energia absorvida. O protocolo PEF foram 8 pulsos 

retangulares de 100 ɛs e uma taxa de repeti­«o de 1 Hz. Al®m disso, foi realizado um estudo 



 

in silico para avaliar o número de poros na membrana celular, tensão elétrica transmembrana 

e tensão elétrica diferencial na parede celular. Investigamos os efeitos das mudanças de 

amplitude, pois a eletroporação depende principalmente dela. Foi avaliado o efeito de 

protocolos PEF de amplitude de 200 a 600 kV/m. Com o modelo in sílico da levedura foi 

realizado um experimento de resposta em frequência no tempo do sistema em três situações 

experimentais (buffers). Usamos a suposição de que o sistema é invariante no tempo em 

pequena escala para espectro dielétrico da suspensão. Foi utilizado tecido in vitro de Solanum 

Tuberosum e protocolos PEF com seno sobreposto de 100 kHz, com variações monopolar 

(100 µs) e bipolar (50 + 50 µs), com repetição de 0,1 Hz taxa e amplitude entre 1 e 50 kV/m, 

e pulsos dente de serra de diferentes ȹV/ȹt, para estudar o comportamento da din©mica 

complexa da eletroporação (antes, durante e depois do tratamento), estudo histológico para 

verificar a destruição das células e a coloração do tecido para detectar a eletroporação do 

tecido. Foi executado um modelo do tecido usando uma geometria infinitesimal 2D com 

células hexagonais. O software COMSOL Multiphysics® versão 4.4 foi usado para 

modelagem por elementos finitos, aplicação de correntes nos meios biológicos e estudos das 

dispersões elétricas. 

 

Resultados e Discussão 

(i) A eletroporação irreversível com 500 kV/m reduz os limites de levedura viável à níveis 

estabelecidos por padrões da indústria de vinhos. Os resultados mostram um aumento de 15% 

nas medições de corrente do PEF para uma diminuição de 100 vezes na viabilidade da 

levedura para 105 células/ml. As imagens de microscopia eletrônica de varredura mostram 

detalhes de danos na superfície da levedura que podem ser desencadeados pelo PEF. No 

entanto, não é possível detectar eletroporação reversível usando as medições em corrente 

contínua. Além disso, a corrente contínua é afetada por outros efeitos além da eletroporação. 

O PEF é tipicamente alta tensão pulsada, e, esses sinais contêm um amplo espectro de 

frequências, principalmente abaixo de 10 kHz, que estão sujeitos a fenômenos dispersivos 

intrínsecos de baixa frequência (e.g., os efeitos dispersivos do tipo Ŭ e a polariza­«o da 

interface amostra-eletrodo). Para evitar e mitigar a medição de outros efeitos que não são 

eletroporação, foi investigado o uso de corrente alternada sobrepondo o protocolo PEF. Os 

meios biológicos não são homogêneos, o que lhes confere uma caracterização particular no 

amplo espectro de frequências. Por exemplo, a barreira celular, ou seja, a membrana celular, 

causa a chamada dispers«o ɓ na faixa de frequência de dezenas a milhares de kHz. (ii) Foram 

conduzidos, no COMSOL, simulações com células isoladas e tecidos em frequências entre  

1 kHz e 100 MHz que demonstram que a membrana e parede celular são suscetíveis à 

passagem da corrente de deslocamento iniciando entre 10 kHz a 10 MHz. Esses contribuem 

com a maior parte da dispers«o macrosc·pica tipo ɓ, caracter²stica de interesse no 

desenvolvimento de sensores biológicos. Foi demonstrado mudanças no espectro de 

frequência devido à eletroporação e buffers externos. Foi demonstrado que é possível detectar 

o sucesso (ou não) da eletroporação baseado em alteração do espectro. (iii) Para desenvolver o 

quarto estudo, foi desenvolvido um gerador de alta tensão personalizado capaz de criar o 

protocolo PEF com sobreposição de sinais arbitrários. O sistema PEF desenvolvido para esta 

tese gera formas de onda de até ± 85 V, 12 A e 100 kHz (THD < 2,5% a ± 30 Vpp). O sistema 

foi testado no âmbito desta tese, que é a utilização do protocolo ESOPE e pulsos dente de 

serra, ambos com sinal senoidal superposto de 1,75 VRMS 100 kHz. A medição de 

impedância do sistema apresenta erros de até 5% para o módulo e 12% para a fase (testado em 

cargas que simulam dispersão). Phantoms de gel com condutividade semelhante aos tecidos 

biológicos (0,1 S/m em dezenas de kHz) e propensos a acumular íons nos eletrodos foram 

usados para estudar os efeitos da polarização, que é uma das principais causas de dispersão 

abaixo de 10 kHz. Os resultados não mostraram mudanças significativas de impedância em 



 

 

100 kHz devido à polarização do eletrodo. Pode-se concluir que a leitura da impedância em 

100 kHz mitiga erros devido ao acúmulo de íons nos eletrodos, e o sistema PEF é satisfatório 

para avaliar respostas em 100 kHz com bias DC. (iv) Foram conduzidos estudos in vitro 

(Solanum Tuberosum) utilizando protocolos PEF com seno sobreposto de 100 kHz ï o 

protocolo de PEF foi o ESOPE adaptado, com variações monopolar (100 µs) e bipolar  

(50 + 50 µs), com repetição de 0,1 Hz taxa e amplitude entre 1 e 50 kV/m; e pulsos dente de 

serra de diferentes ȹV/ȹt ï. O objetivo deste estudo é apresentar um método de detecção 

baseado na medição de impedância centrada na frequência de 100 kHz como alternativa para 

evitar os efeitos dispersivos dos eletrodos. A an§lise da imped©ncia complexa na dispers«o ɓ 

em função do PEF ainda não foi discutida na literatura. O método pode ser usado para 

detectar a ocorrência de eletroporação e desenvolver modelos que descrevem mudanças em 

parâmetros elétricos de membranas complexas (e.g., condutividade e permissividade). Os 

resultados mostram que determinados níveis de PEF induzem uma redução no efeito 

capacitivo da amostra em 100 kHz, e a capacitância não é mais a principal característica da 

amostra em experimentos de eletroporação irreversível (> 25 kV/m). Se estiver operando em 

eletroporação irreversível, a leitura de impedância DC pode ser satisfatória para detectar 

eletroporação. Esta tese contribui para a detecção de eletroporação irreversível usando baixa 

fração celular usando medição de corrente contínua, propõe um modelo numérico do 

comportamento da dispers«o ɓ durante PEF para detectar a eletropora­«o usando suspens«o 

de levedura e relata o comportamento da dispers«o ɓ durante a eletroporação de tecidos. 

 

Considerações Finais 

Esta tese mostra métodos de detecção para o tratamento baseado em PEF. Propomos utilizar a 

leitura atual do próprio protocolo para obter feedback sobre o tratamento. O método de 

detecção é não invasivo e foi implementado em paralelo à assinatura do PEF, utilizando os 

mesmos eletrodos de aplicação e sobrepondo-se ao protocolo primário do PEF. Esta tese 

contribui para a detecção de eletroporação irreversível usando baixa fração celular e medição 

de corrente contínua; propõe um modelo numérico do comportamento da dispersão-ɓ durante 

o PEF para detectar a eletroporação usando suspensão de levedura; e relata o comportamento 

da dispersão-ɓ durante a eletropora­«o dos tecidos. 
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1 INTRODUCTION  

 

Dependence on energy in the form of electricity is the basis of our human beings and 

societies. Energy consumption is one of the indicators of a society's economic development, 

human well-being, and technological growth pace. Current scientifical studies of techniques, 

processes, and instruments will shape the new technologies of the future. In this thesis, we 

will discuss the Pulsed Electric Fields (PEF). PEF is a non-thermal electricity-based process 

to control cells. PEF applications require specific levels of electroporation control. We will 

concentrate on the sensing of electroporation using electrical measurements which can be 

used to study the phenomenon or to feedback and control electroporation systems. Briefly, the 

electroporation technique can improve or be an alternative to traditional medical and 

biotechnological methods. In some cases, electroporation delivers unique results with high 

added value or improves the quality of life. Electroporation is commonly used for gene 

transfer, cancer treatment, non-thermal pasteurization, and extracellular material extraction 

(MIKLAVCIC, 2016). Due to the SARS-CoV2 pandemic, there is also an active effort to use 

electroporation to enable mass DNA vaccination (WALTZ, 2021). Because of these reasons, 

the theme is promising and with a strong social impact. These motivate the development of 

this work. 

The PEF and electroporation research area involve a wide field of professionals from 

Science, Technology, Engineering, and Mathematics (STEM), medical sciences, and 

biotechnology. Its research and professional practice have growing numbers (i.e., papers, 

equipment, and professionals). However, the understanding of the óelectroô-pores physical 

mechanism of formation and expansion is not yet understood. Yet, the pore formation is the 

best hypothesis to explain the phenomenon and is currently supported by simulation of 

molecular dynamics at the atomic level (DELEMOTTE; TAREK, 2012) and molecular 

transport across membranes (KOTNIK; PUCIHAR; MIKLAVĻIĻ, 2010). Obtaining direct 

experimental evidence (e.g., pore images) is still not possible due to pore dynamics being near 

nanoseconds and nanometres. Thus, there is still no óabsolute responseô to the sensing of the 

electroporation occurrence, and because of that, electroporation is applied in an open loop, 

without feedback. Therefore, electroporationôs requirements are typically specified as PEF 

signature, which depends on the biological characteristics and application. 

Macroscopic electrical properties measurements can be used to indirectly sense 

electroporation. The intact cell membrane is dielectric, and the opening of pores by 
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electroporation, ion leakage and membrane destruction increases bulk conductivity. The 

conductivity increase due to electroporation was observed in high cell fraction suspensions of 

animal cells (KINOSITA; TSONG, 1979; PAVLIN et al., 2005; SUZUKI et al., 2011), 

bacteria (EMANUEL; ROMAN; CAHAN, 2019) and yeast (EL ZAKHEM et al., 2006; 

RAMOS; FARIAS D., 2013), and tissues (CASTELLVÍ; MERCADAL; IVORRA, 2017; 

LANGUS et al., 2016; NEAL et al., 2012; SUÁREZ et al., 2014). Electrical impedance 

spectroscopy and current-voltage acquisition (or electrodes current density) are used to sense 

media conductivity. Macroscopic electrical measurements can use the electrodes already used 

for PEF application, which facilitates implementation at sanitary controlled environments 

(BARBA et al., 2015; BATISTA NAPOTNIK; MIKLAVĻIĻ, 2018; CASTELLVĉ; 

MERCADAL; IVORRA, 2017). Nevertheless, there are challenges to measure the órealô 

electroporation electrical current as other effects as electrodes polarization can affect the 

measurement, and impedance analysis requires PEF interruption, which may be a limitation of 

those procedures (BATISTA NAPOTNIK; MIKLAVĻIĻ, 2018).  

Besides the complexity of characterizing biological samples using sub-10 kHz 

measurements, the electroporation itself is not entirely understood. Thus, PEF systems usually 

do not have electroporation feedback because there is no adequate PEF probing method. 

Techniques and sensing electroporation in real-time1 could benefit electroporation 

applications and dynamics understanding. The expected benefits are to improve safety and 

optimization of PEF, increase energy efficiency, reduce the thermal and electrochemical 

effect, and increase product or final treatment quality. In this thesis, we will evaluate a novel 

approach to sensing electroporation during its occurrence. We propose a sensing method and 

system, which can be ultimately extended to a cellôs number or cellôs uptake controlling 

method, in which the sample itself collaborates with the effect transduction (i.e., bioelectronic 

sensing). Our sensing method is non-invasive and was implemented in parallel to the PEF 

signature, using the same application electrodes and overlapping the primary PEF protocol. A 

specific electric current signal can be used to investigate changes in the dielectric membrane 

of the cell in real-time and, thus, can be processed in a computerized electronic system to 

probe cell electroporation during the PEF and can feed a closed-loop control system. From the 

engineering point of view, reading electrical currents is practical and can be easily 

implemented. It is important to highlight that the tools and techniques proposed in this work 

 
1 A real-time system is a system which comply with a time requirement. This thesis will demonstrate that the 

sensing of a cell membrane may require up to microseconds and milliseconds wavelengths. Thus, suitable to 

meet time requirements. 
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can be integrated into the Internet of Things (IoT) systems or any other industrial 

instrumentation systems for systems integration and interoperability. Our studies use well-

known engineering tools, such as computing electromagnetic wave distribution, power supply 

superposition, and independent component analysis of mixed signals. This thesis uses in silico 

and in vitro experimental activities (using a vegetal model and yeast). During the studies, we 

will execute electrical measurements, seeking to find correlations, mainly in electrical 

impedance, cell viability, current standards on electroporation levels and PEF protocol. 

 

1.1 THESIS STRUCTURE 

 

This thesis is divided into six chapters. Chapters 3 to 6 describes an independent 

study that supports the final objective. 

 

Chapter 2: óTheoretical Foundationsô is an outline of PEF proceedings and our knowledge of 

how to sense electroporation using electrical measurements. 

Chapter 3: óImpedance Sensing and PEF Systemô describes the system and techniques 

implementation to measure impedance during PEF protocol. Those methods will be used in 

further chapters. 

Chapter 4: óSensing of Yeast Inactivation by Electroporationô describes an in vitro study 

using electrical measurements, electronic microscopy, and cell viability used to access the 

yeast irreversible electroporation. 

Chapter 5: óDielectric Dispersion Modulated Sensing of Yeast Suspension Electroporationô 

describes a theoretical study to show the impact of electroporation and its buffers at the 

biological system frequency response. 

Chapter 6: óSensing the Dynamics of Complex Electrical Properties under PEF: In vitro 

vegetal studyô describes the use of a sinusoidal signal superposition the primary 

electropermeabilization protocol to access the membrane state. 

 

1.2 OBJECTIVES 

 

We aim to develop a sensing method for electroporation based on impedance 

measurements and analysis during the PEF protocol. In particular, use the current reading of 

the protocol itself to get feedback on the treatment. Ultimately the proposed sensing methods 
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can be used to better understand (e.g. modelling) and control electroporation. We have two 

lines of study within the proposed thesis: (i) The computational model, which is important for 

making calculations from absolute properties of materials to equivalent properties. We prefer 

to use the finite element tool and not analytical methods because the biological systems have 

complex geometry, which can make analytical calculation unfeasible. (ii) The in vitro study 

with vegetal tissue and yeast, which is where the biological data and current and voltage data 

will be extracted. Our main objective contemplates some specific goals: 

1. Develop computer models of biological cells and tissues; 

2. Perform computer simulations to identify frequency response due to passive 

electrical properties and geometry; 

3. Develop electronics for switching electrical voltage compatible with PEF; 

4. Develop configuration of electrodes for the production of electric fields of the 

order of tens to hundreds of kilovolts per meter compatible with PEF; 

5. Develop a method and circuit for acquiring voltage and current compatible 

with the switching circuit developed; 

6. Apply methods for analysing electrical properties before, during, and after 

electroporation treatments; 

7. Prepare biological samples. Potato tuber for tissue study and Saccharomyces 

Cerevisiae yeast for cell suspension studies; 

8. Conduct experiments related to cell integrity using compatible microscopes 

and methods; 

9. Conduct experiments, applying electric fields pulsed using in vitro biological 

media. 
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2 THEORETICAL FOUNDATION  

 

In this chapter, we will focus on detailing the specific applied background to this 

thesis, which is an overview of pulsed electric fields, characterization of biological materials 

by impedance, cell sensing, and ɓ-dispersion. We must note that the electroporation topic 

involves areas of electromagnetism, circuits, power electronics, and biology. We recently 

discussed the history of electroporation, pore formation theories, applied 

bioelectromagnetism, ionic currents, effects of current passage in a biological system, PEF 

power electronics, and electroporation applications (PINTARELLI, G. B. et al., 2019; 

PINTARELLI, 2018; SUZUKI et al., 2019). We also observe that multiple authors carried out 

extensive reviews of the electroporation (CHEN et al., 2006; JIANG; DAVALOS; BISCHOF, 

2015; MIKLAVĻIĻ; PUC, 2006; MISHRA, 2008; WEAVER; CHIZMADZHEV, 1996) and 

books that contemplate the theme (CHANG, 1992; ESCOBAR-CHĆVEZ et al., 2012; 

JARM; KRAMAR, 2016; JORDAN; NEUMANN; SOWERS, 1989; PAKHOMOV; 

MARKOV; MIKLAVĻIĻ, 2010; RUBINSKY, 2010; ZIMMERMANN; NEIL, 1996).  

 

2.1 OVERVIEW OF PULSED ELECTRIC FIELDS FOR ELECTROPORATION 

 

Pulsed Electric Fields (PEF) treatment is a non-thermal electricity-based method to 

control biological cells in different media. PEF results depend on biological conditions and 

pulse parameters. The PEF approach can be configured mainly based on the combination of 

pulse amplitudes, pulse durations, and pulse repetitions, which is also called PEF signature. 

Usually, high amplitude (tens to hundreds of kV/m), short duration (usually 100 µs duration), 

and rectangular PEF are used for electroporation. If  PEF is configured as low amplitude and 

long duration (tens of kV/m and tens milliseconds), it is possible to primarily cause 

electrolysis which may induce chemical ablation (KLEIN et al., 2020; WEAVER et al., 

2012). 

Electroporation can arise as reversible or irreversible which is mostly dependent on 

the PEF amplitude. If operating at reversible electroporation, it is desired to enable cell 

membrane recovery after PEF. Reversible electroporation facilitates mass transport through 

the cell membrane and can improve chemotherapy (known as electrochemotherapy) (GEHL et 

al., 2018) and in vivo (DNA vaccines), and in vitro gene electro transfer (ROSAZZA et al., 

2016). The current standard for clinical cancer treatment using electrochemotherapy is eight 
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100 µs duration, 110 to 120 kV/m, and a rectangular pulse train (GEHL et al., 2018); This 

protocol is part of the European Standard Operating Procedures for Electrochemotherapy and 

Electrogenetherapy (ESOPE). ESOPE also provide guidelines for equipment and surgical 

procedures. Similar procedures are also widely used at the veterinary practice (RANGEL et 

al., 2019). The 110 to 120 kV/m range is designed for reversible electroporation of most 

animal cells. Yet, it is expected to have some irreversible electroporation (COROVIC et al., 

2013; PINTARELLI, G.B. et al., 2019). In gene electro transfer, electroporation systems are 

optimized depending on the cell, and often manufacturers provide a óready to useô protocol, 

depending on the tissue or cell and molecule to be uptake2 (POTTER; HELLER, 2018; 

ZAMPAGLIONE et al., 2005). Irreversible electroporation causes excessive damage which 

disrupts cell homeostasis and provokes cell death. The irreversible electroporation can 

directly treat the neoplasm (LV et al., 2019) and preserve food (as can be used for eliminating 

bacteria and yeast) (GOLBERG; FISCHER; RUBINSKY, 2010; SALE; HAMILTON, 1967; 

TOEPFL; HEINZ; KNORR, 2007). The irreversible electroporation cancer treatment (IRE) 

usually uses bursts of 100 pulses, few to hundreds of µs duration, 120 kV/m and higher 

protocols (CASTELLVÍ et al., 2018; JIANG; DAVALOS; BISCHOF, 2015). In industrial 

systems it is possible to use irreversible electroporation for pasteurization of wine and beer, 

and intracellular material extraction; those systems usually continuously switch tens of kV 

and produce up to hundreds to thousands kV/m in a flow process (GANEVA; GALUTZOV; 

TEISSIÉ, 2003; KEMPKES, 2017). 

PEF equipment contains a high voltage waveform generator and uses applied 

metallic parts, i.e., electrodes, to transfer the pulsed energy to the biological media. The 

generator uses high power pulse technology (REDONDO, 2017; SUZUKI et al., 2019); This 

approach uses a conversion-storage-conversion system: (i) First step is the conversion of 

energy from a source low voltage and low power density primary (e.g., conventional AC 

mains or battery) to high voltage; (ii) The second step is temporary internal storage of the 

converted energy, usually made with capacitors; (iii) Finally, the stored energy is converted 

and quickly delivered to the load in a pulsed at high voltage and high-power density. 

Sometimes the PEF generator is referred as óelectroporatorô. There are several commercial 

PEF systems. The cancer treatment clinical equipment are: Cliniporator (IGEA, Carpi, Italy) 

and NanoKnife (AngioDynamics Inc, New York, USA). The current DNA vaccine equipment 

 
2 Gene eletrotransfer systems usually include an electroporation buffer and programed higher rectangular 

electroporation pulse followed by other lower voltage to steer molecules into the cell by electrophoresis.  
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under clinical trial is the Cellectra (Inovio Pharmaceuticals, Pennsylvania, USA). Some of the 

veterinary equipment are: OnkoDisruptor (Biopulse Biotech, Naples, Italy), ElectroVet EZ 

and S13 (Leroy Biotech, St-Orens-de-Gameville, France) and VetCP 125 (Implastic, São 

Paulo, Brazil). Some of the laboratorial equipment are: ECM630 and CytoPulse family (BTX 

Harvard Apparatus, SanDiego, California, USA), Neon Electroporation System 

(Invitrogen/ThermoFisher Scientific, Waltham, MA, USA) and MicroPulser electroporator 

(Bio-Rad, California, USA). Some of industrial equipment are: ELEA (Quakenbrück, 

Germany), ScandiNova (Uppsala, Sweden) and PulseMaster (Hapert, Netherlands). 

PEF temporarily provokes excessive accumulation of transmembrane ionic charges. 

The transmembrane potentials (Vm) are reported to be 0.2 to 1 V for reversible electroporation 

(SUZUKI et al., 2011) and above 1 V for irreversible electroporation (GOLBERG; 

FISCHER; RUBINSKY, 2010). The maximum Vm for a spherical cell of radius r is 

approximately determined by the steady-state Schwan equation 1.5×r×E, where E is the PEF 

amplitude (KOTNIK et al., 2012) 3. The electroporation theory is based on formation of nano-

pores in the cell membrane due to excessive accumulation of transmembrane ionic charges. 

Pore hypothesis evidence is given by measurements showing the increase in ionic 

permeability due to PEF. Pore creation and expansion is described to change the membrane 

electrical properties (e.g., electrical conductivity) (ZHUANG; KOLB, 2015). The pore 

number can be described by the Smoluchowski equation (MESCIA et al., 2018). The 

membrane changes affect the macroscopic scale electrical properties, which can be modeled 

using a macroscopic current. This concept is mostly used to describe PEF tissue response, 

which enables the pre-treatment of PEF-based cancer therapies (KOTNIK et al., 2019; ZHAO 

et al., 2018) (this topic will continue in section 2.5). 

 

2.2 FROM ELECTRICAL PROPERTIES TO EQUIVALENT CIRCUIT 

 

If we have a cylinder óAô, with certain values of conductivity ů, permittivity ὑ, and a 

time-harmonic voltage (V = V0e
jɤt, and an electric field equal to E = V/ǎ), an electrical current 

I will flow , as shown in Figure 1a. The S is the base area and ǎ the cylinder length. The 

conductive part creates a conductive current density (Jc = ůE), and the reactive part creates a 

 
3 Maximum Vm occour at cells poles ɗ = 0Á and ɗ = 180°. Where ɗ is the angle measured from the center of the 

cell with respect to the direction of the field.  The full equation is 1.5×r×E×cos(ⱥ). 
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displacement current density4 (Jd = d(ὑE)/dt = jɤὑE) (BASTOS; SADOWSKI, 2017-). We can 

disregard inductance as the magnetic permeability (µ) is not expressive in dielectrics such as 

biological materials (GRIMNES; MARTINSEN, 2014). Hence, the total expected current is J 

(Equation (1)). When moving to the volumetric approach, we integrate the J over the entire 

surface cylinder base (with the S area); thus, we can calculate the I current (Equation (2)). The 

I is the sample electrical current (which can be read externally and macroscopically) due to an 

externally generated V. We observe that the time-harmonic assumption, i.e., all vector fields 

are periodic in time, is important to further usage of Fourier transform to analyse mixed 

signals (OPPENHEIN; WILLSKY; NAWAB, 1996). 

 

 ὐ  ὐ ὐ ʎ% Êʖ % = ʎ Êʖ
Љ
 (1) 

 ) ὐ ʎ Êʖ
63

Љ
 (2) 

 

Figure 1 ï (a) Hypothetical homogeneous nondispersive cylinder óAô with a voltage 

difference V being applied. (b) Electrical circuits approach to the homogeneous cylinder 

(parallel model). 
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Source: Autor. 

 

The current I through Figure 1a can also be calculated using the electrical circuits 

approach. Therefore, a resistance (R = ǎ/(ůS)) parallel to a capacitor (C = ὑS/ǎ) can model the 

dielectric cylinder as Figure 1b (parallel model). By using Kirchhoffôs laws, the total I is the 

 
4 The displacement current (dD/dt or d(ὑE)/dt) is a Maxwellôs concept, which is not a óreal currentô but the 

change of electric field in the dielectric material. The displacement current is sometimes not considered 

depending on the PEF study. Jd = dD/dt = d(ὑE)/dt. 
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net sum of the resistor (IR = V/R) and capacitor current (IC = C ЋV/Öt) as Equation (3), which 

gives the same result as Equation (2). 
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If we have the Figure 2a, dispersive cylinder óBô with heterogeneous electrical 

characteristics, i.e. a conductive ů and a capacitive ὑ part, a counter displacement electric field 

Ec will exist. The conductive element will have a conductive current density (J = Jc = ůȹE), 

and the capacitive part will have a displacement current density (J = Jd = jɤὑEc). Hence, the 

total expected current is J (Equation (4)). Integrating the J over the S area, we calculate the I 

current (Equation (5)).  
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Figure 2 ï (a) Hypothetical non-homogeneous dispersive cylinder with a voltage difference V 

being applied (b) Electrical circuits approach to cylinder óBô (series model). 
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Using the electrical circuits approach, we model the dispersive cylinder as Figure 2b 

(series model) and the total I is as Equation (6), which gives the same result as Equation (5). 

 

)  , where Z is the total impedance, i.e., Z = 2 8, and 8   

Thus, )   = Љ Љ = 
Љ

 = Equation (5) 
(6) 

 

The cylinder of Figure 1 frequency response or admittance (Y1(ɤ) = I/V = 1/Z) is as 

Equation (7). The capacitor provides means (displacement field) for high-frequency current 

passage, thus, acting as a short circuit at high frequencies. The cylinder of Figure 1 can be 

called nondispersive as ὑ and ů are constants. Figure 2 cylinder frequency response (Y2(ɤ)) is 

as Equation (8). This system has a pole at ů/ὑ; thus, it is a first-order high pass filter with the -

3 dB cut frequency at this frequency. The cylinder of Figure 2 can be called dispersive as ὑ 

and ů are not constants in its axis which is the. current direction. Figure 3 shows the 

frequency response of both hypothetical cylinders. 
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Figure 3 ï The frequency response of cylinders of (a) Figure 1 and (b) Figure 2. The lowest 

value of (b) is ó1ô. Variables are ὑ = ů = K =1. 

(a) (b) 

  
Source: Autor. 
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The two componentsô arrangements presented (the resistor and capacitor; both series 

and parallel) are the basis for understanding the electrical properties and modelling of 

biological media. The simplest biological model contains a parallel capacitor and resistor as 

Figure 1b. However, the two components modelling diverge if representing the bottom end 

(near DC frequency) or the high frequency. Hence, more elements can be included to describe 

the sampleôs impedance better and represent the biological states. For instance, we can 

combine Figure 1 and Figure 2, i.e. four-element circuit as Figure 4a (this circuit is also 

known as a single dispersion Debye circuit model) (GRIMNES; MARTINSEN, 2014). 

Where, the Cɓ describes the insulating cells membranes; thus Rɓ-Cɓ dispersive branch is the 

electrical path across the membranes (ɓ-dispersion); The CÐ can represent the polarization of 

water molecules at GHz; And the Rs is the sampleôs static conductivity (CASTELLVÍ, 2014; 

GRIMNES; MARTINSEN, 2014; RAMOS; SUZUKI, 2017). Figure 4b shows the four-

element model circuit response. The low frequency cannot pass through the capacitive 

membrane (Cɓ); thus, its passage is through the intercellular media (Rs). The 100 kHz and 

over frequencies can pass through Cɓ; therefore, the total equivalent impedance is lower (MA; 

SOLEIMANI, 2020; ROY et al., 2020). Figure 4b combined circuit model helps the 

understanding of this thesis as it has a main dispersion (at approximately 20 kHz). A dielectric 

dispersion is defined as the variation in the equivalent permittivity ὑ of a material due to the 

frequency. A dispersion exists due relaxation or resonance at the sample. The conductivity ů 

also changes at a dispersion, as ů and ὑ are dependent. A dispersion can be described by an 

RC series branch. The cell membrane (which this thesis aims to sense) has its dispersion 

between 100 Hz to 1 MHz. Figure 5 depicts the current paths at low and high frequency at 

biological media. The low-frequency paths are more perturbed than at high frequencies due to 

cell membranes. Thus, electrical current flow is lower at lower frequencies.  

  



26 

 

Figure 4 ï (a) A biological tissue model, containing a branch with a óstaticô Rs and parasitic 

capacitance CÐ, and a branch simulating a single ɓ-dispersion (Rɓ and Cɓ). This is the 

combined model. (b) Its impedance spectrum. For this example, we used CÐ = 1 ɖF, Rs = 10 

Ý, Cɓ = 1 µF and Rɓ = 5 Ý. 

(a) (b) 

I

Rs

CÐ

Rɓ Cɓ  

 

 
Source: Autor. 

 

Figure 5 ï Illustration of the current passage in (a) suspended cells (yeast) and (b) cells in a 

tissue (potato tissue). The (b) blue stain is methylene blue, showing the potato tissue cell 

barrier. 
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Source: Author. 

 

2.3 SENSING OF BIOLOGICAL MATERIALS BY IMPEDANCE 

 

The biological media are mainly conductive aqueous electrolytes separated by thin 

dielectric cell membranes with active channels. Therefore, biological systems are extremely 
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heterogeneous concerning their passive electrical properties5 and have a non-linear electrical 

interaction mechanism6. The impedance spectroscopy is a common technique for analysing 

heterogeneous systems, and it indirectly contains information about the biological aspects. 

Electrical impedance is defined as the ability of a material to restrain and delay the electric 

current passage and its electromagnetic fields, which are consequences of Maxwellôs 

equations. If the material is a biological material, we can refer to its passive electrical 

properties as bioimpedance (GRIMNES; MARTINSEN, 2014). We will describe the 

biological materials using conductivity ů and relative permittivity ὑr (ὑr = ὑ/ὑ0) which is the 

most common procedure in this thesis area. Some authors use ů and ὑ as part of a single 

complex variable (called complex dielectric constant or complex permittivity, which is equal 

to ὑ(ɤ) - j·ů(ɤ)/ɤ ) or even use a similarly complex conductivity. The magnetic permeability 

(µ) is not studied as it is not expressive in dielectrics such as biological materials. We will use 

the term impedance (and not bioimpedance) because we will study electrical response of the 

whole biological material, rather than the individual electrical properties. Using impedance to 

assess cell status is practical, as it is easy to use and flexible for systems design and 

biosensors fabrication. Impedance systems are non-invasive as they can use external 

electrodes; compatible with real-time control systems as measurements can accomplish time 

requirements; scalable as materials can be described per length (e.g., conductivity is S/m and 

permittivity is F/m); low cost when compared to microscopy and chemical techniques; and, 

portable as it can be embedded with other electronic systems. During impedance sensing, the 

electrical response of the system or cell's dielectric properties can be determined by 

measuring the system response to frequency-dependent excitation signals (MORGAN et al., 

2007). 

The biological systems have a characteristic impedance ófeatureô, which is the main 

interferences or dielectric changes (termed Ŭ, ɓ-, and ɔ-dispersions) due to electromagnetic 

field frequency ɤ. Those three dispersions are originated from the electrical polarization delay 

(also called dielectric relaxation) that occurs in three different regions/levels of the system 

(i.e. atmosphere around the cells, cell membrane interfaces, and molecule level). We observe 

that the polarization delay is given in the time domain, and it is called relaxation, which can 

be transposed to the frequency domain, so-called dispersion. Those are major caused by the 

 
5 We refer to the polarization and relaxation mechanisms, i.e., dispersions, and orientation dependent properties 

(anisotropy). 
6 We refer to active membrane responses, heating conductivity changes, and electroporation. 
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cell membrane transport, ionic diffusion processes and gap junctions (Ŭ-dispersion, centred at 

approximately 100 Hz), cell membranes interfacial polarization7 (ɓ-dispersion, centred at 

approximately 100 kHz), and ions and molecules mobility through water (ɔ-dispersion, 

centred at approximately 10 GHz). The approximate centre locations of the dispersions, i.e. 

changes in the equivalent conductivity ů(ɤ) and permittivity  ὑ(ɤ), are also shown in Figure 6a 

(HEILEMAN; DAOUD; TABRIZIAN, 2013; SCHWAN, 1957, 1963). A comparable circuit 

model can describe those as Figure 6b, where each of the RC branches represents a dispersion 

(RAMOS; SUZUKI, 2017). 

 

Figure 6 ï (a) Conductivity and permittivity spectrum of a biological sample. The Ŭ, ɓ, and ɔ 

are distinctive dispersions which occur approximately at 100 Hz, 100k and 10 GHz. (b) 

Equivalent circuit model of a biological sample containing all the dispersions. 
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Source: (a) Adapted from (HEILEMAN; DAOUD; TABRIZIAN, 2013; SCHWAN, 1957, 1963); (b) Adapted 

from (RAMOS; SUZUKI, 2017). 

 

Currently, few Hz to 1 GHz spectrum is used for monitoring cell suspensions and 

tissues, and the ɓ-dispersions changes are especially interesting for biosensor development, as 

the alterations foremost explain them in the intrinsic capacitive characteristic of the 

membrane and electrolyte group (i.e. cytoplasm and external environment) (HEILEMAN; 

DAOUD; TABRIZIAN, 2013; SCHWAN, 1957). At cell suspension level, ɓ-dispersions can 

be used for evaluating cell concentration, growth phases, cell size, the effect of biotic and 

abiotic factors, membrane organization and cell behaviour (FLORES-COSÍO et al., 2020). At 

the tissue level, they can be used for characterizing tissues, anomalies (e.g. cancer), the 

pathological status of patients and structure deterioration (ADLER; BOYLE, 2017; IBBA et 

 
7 The heterogeneity of layered or inhomogeneous dielectrics are responsible for creating the interfacial 

polarization. This effect is also called the Maxwell-Wagner effect. 
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al., 2020). If we use specific ɓ-dispersionôs frequency range signals, we can incorporate Ŭ into 

the static components (Rs and CÐ) and ɓ into dispersive branch (Rɓ and Cɓ) as the circuit of 

Figure 4a. 

There are some challenges related to sensing the biological media, for instance, the 

formation of double layers (also called diffuse layers) are reported as the leading cause of low 

frequency dispersion. Electrical double layers may be measured in terms of how far its 

electrostatic effect persists. This length is called Debye length (HÜCKEL, 1924). There are 

two locations suitable to accumulate ions and charged molecules. The first is the interface 

solution-electrodes (i.e. electrodes polarization), which is usually modelled as a series 

impedance8 (CDL and RDL) as Figure 7. The second is the cells itself; their charges attract ions 

and charged molecules to their interfaces (Ŭ-dispersion). The double-layer effect may impose 

a parasitic voltage drop which partially shields the electric field at the cells. Also, the low 

frequency dispersion may affect the ɓ-dispersion as whole spectrum is óconnectedô (DI 

BIASIO; AMBROSONE; CAMETTI, 2010; RIOU et al., 2014; SCHWAN, 1963; ZHANG; 

ZHAO, 2009). Double layer interference is expected for frequencies lower than 

approximately 100 kHz (ISHAI et al., 2013), and frequencies less than 10 kHz are generally 

discarded because of this interference. On the other hand, there is an upper limit to sense cells, 

as above approximately 10 MHz, the cells membrane are conductors; thus, cells become 

óelectrically invisibleô (see Figure 5). Therefore, if the sense is based on membrane 

dispersion, the optimized range is 10 kHz to 1 MHz (ARNDT et al., 2004; 

GOWRISHANKAR; WEAVER, 2003; XU et al., 2016). Despite the sensing level (i.e. tissues 

or cells level), it is possible to describe the biological media as an equivalent circuit model. If 

studying cell suspensions, it is possible also to consider the effects of the medium, since it can 

also conduct electrical current (HOLMES et al., 2009; MORGAN et al., 2007; SUN; 

GREEN; MORGAN, 2008; XU et al., 2016). 

We note that some instrumentation techniques are used to mitigate unwanted effects: 

(i) 4-point probe measurement can mitigate the dispersion due to solution-electrodes interface; 

(ii) characterization of systemôs series inductance and parallel capacitance and its further 

compensation can mitigate parasite effects; (iii) the chamber/cell constant compensation can 

mitigate chamber fringe effect9 due to electrode format or high measurement frequency (over 

 
8 When modelling electric double layer at micro devices, CDL and RDL may be used in parallel with the sample as 

the diffuse layer spreads to a wide range. 
9 Fringe effect is the electric field spreading to a larger space and affecting the neighbouring area. 
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1 MHz) (LAUFER et al., 2010; MA; SU; NATHAN, 2015; RHOADES; VAN 

SCHILFGAARDE, 1976; YANG, 2010). 

 

Figure 7 ï Parallel electrodes with a sample and a signal source. The single dispersion 

equivalent circuit (Rs and CÐ are the static resistance and capacitance of the model and Rɓ-Cɓ 

the dispersive branch). The RDL and CDL are the equivalent circuits composed by resistance 

and capacitance of the electric double layer effect (or polarization). The RDL and CDL are 

shown only on the left electrode, which is a sum of both (left and right) polarization RDL/2 

and CDL/2. 
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Source: Author. 

 

2.4 ELECTRIC CURRENT IMPACTS ON BIOLOGICAL MEDIA 

 

Biological media are electrolytes, also called óionic conductorsô. The electrolytes are 

aqueous media containing ions, which can be created by dissociation or ionization. The 

diluted ions are susceptible to move according to the electric field. The ionic current is the 

sum of ionic conduction current (i.e. ionic displacement due to electric potential gradient) and 

ionic diffusion current (i.e. ionic displacement due to concentration gradient). The electrolyte 

conduction mechanism is different from the electric materials, which the electric current is 

due to the flow of free electrons (i.e. electron displacement current) (GRIMNES; 

MARTINSEN, 2014). 

All cells have an idling physiological transmembrane potential Vm (i.e. potential 

difference between cellôs inside-outside) which they are naturally being regulated due to 

transport structures (i.e. channels and ionic pumps). The Vm is held by the cell membrane, 

which generally prevents the passage of charges (i.e. ions and molecules). If  the cell is 



31 

 

immersed in an exogenous electric field, ions approach the cell membrane (in the extracellular 

medium and the intracellular medium); thus, the induction of transmembrane potential Vm 

occurs, i.e. stimulus or electroporation (GRIMNES; MARTINSEN, 2014). 

The PEF desired outcome is electro-manipulation (i.e. electroporation, electrofusion 

and electrotransformation/electrodeformation). However, there are some PEF intrinsic (and 

usually undesired) impacts. Those can change the physical state and the sample electrical 

characteristics. This fact can difficult individual electro-manipulation. There are three types of 

intrinsic PEF effects: electrokinetics, electrochemical and joule heating. 

¶ The electrokinetics is related to cell suspensions, and it can be 

electrodeformation or dielectrophoresis (e.g. electro-orientation). 

Electrodeformation is reported using sub-millisecond PEF at giant cells (e.g. cell 

transient ellipsoidal shape deformation) (RISKE; DIMOVA, 2005), and electro-

orientation is reported in dipole charged cells exposed to over hundreds of 

milliseconds PEF (e.g. yeast alignment in pearl chains) and strong non-

homogeneous electric field (e.g. microdevice cell sorting) (VOLDMAN, 2006). 

¶ The electrochemical electrolytic processes are a consequence of the interface of 

the electrolyte-electrode conduction mechanism. There are two processes: the 

electrolysis of the medium water10 and its chlorides11 and dissolution of the 

electrodes alloying metals (e.g. iron, chrome, nickel, and aluminium). 

Electrolysis of the medium can cause a electrical double layer, pH gradients and 

bubbles near the electrodes. PEF over milliseconds range is likely to have strong 

electrolytic effects which can be harmful to cells and interfere with 

electroporation (RUBINSKY et al., 2016). Typically, an unstable electric double 

layer is formed after few microseconds, and a stable double layer is formed after 

tens of milliseconds (SHIMIZU et al., 2006). Bubbles are usually a concern if 

gases overcome the solution dissociation factor, which is more common at the 

micro and nanoscale. The bubbles provoke diffraction of the electric field. 

Mitigating the electrode-solution double layer effects is a challenge in the PEF 

application and sense, as a capacitor can represent it in series with the sample 

(see Figure 7). The usage of alternating current (e.g. bipolar rectangular pulses) 

and low conductivity mediums are known to reduce electrolysis (KOTNIK; 

 
10 Releases oxygen (O2), hydrogen (H2), hydrogen ions (H+) and hydroxyl ions (OH-). 
11 Releases chlorine gas (Cl2).  



32 

 

MIKLAVĻIĻ; MIR, 2001; SAULIS et al., 2005). PEF metal electrodes 

dissociation usually is lessened using stainless-steel electrodes (yet, the iron part 

may dissolve) (TOMOV; TSONEVA, 2000). We observe that Ag/AgCl 

electrodes are non-polarizable electrodes and are widely used in the clinical (e.g. 

ECG, EMG and EEG) and electrophysiology measurements (e.g. patch clamp 

equipment). However, stainless steel is mostly used with PEF since it is resistant 

with most aggressive chemical reagents and high DC current stress. 

¶ The electrical current thermally stresses the media (i.e. joule effect). The cell 

membrane is sensitive to temperature, and temperature changes can change the 

rigidity of the membrane and its electrical properties. Over 42 ºC seconds 

exposure is known to be harmful to cells. Moreover, the ion mobility is affected 

by the temperature (thus, change its electrical properties). Temperature rise is 

reported for long burst and low pulse inter pause PEF protocol and electrodes 

with sharp edges (DAVALOS; RUBINSKY, 2008). The temperature rise (ɝ4) 

can be estimated using ɝT = EF²tʎ/c, where EF is the absolute value of the PEF, 

t is the PEF duration, ʎ the media conductivity and c is the specific heat at 

constant pressure (this equation assumes homogeneous electric field, resistive 

sample, all energy being converted into heat homogeneously, no heat dissipation 

and solution density of 1 kg/L). 

 

2.5 ASSESSMENT OF ELECTROPORATION USING ELECTRICAL MEASUREMENTS 

 

Electroporation pores occur in the order of nanoseconds and nanometres. Currently, 

there is no established method for direct pores imaging (direct electroporation sensing). There 

is an attempt on photographing electro-pores using rapid-freezing and electron microscopy 

(CHANG; REESE, 1990). However, the observations have some criticism, as the electron 

microscopy processing methods interfere within the sample. The molecular models and 

molecular transport across membranes play a role in explaining pore dynamics 

(DELEMOTTE; TAREK, 2012; FERNÁNDEZ; RISK, 2017; KOTNIK; PUCIHAR; 

MIKLAVĻIĻ, 2010; WEAVER; VERNIER, 2017). Electroporation can be evaluated 

indirectly with the import of exogenous molecules, leakage of cell components or physical 

and chemical methods (e.g. electrical properties, voltage clamp and cell swelling) (BATISTA 

NAPOTNIK; MIKLAVĻIĻ, 2018). 
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Macroscopic electrical properties measurements can be a quick and minimally 

invasive way to indirectly monitor the óporationô. The intact cell membrane is dielectric, and 

the opening of pores by electroporation causes a decrease in the membrane's electrical 

resistance. Moreover, leakage of intracellular ions may occur or complete cell membrane 

destruction. We note that cell death is expected if operating irreversible electroporation. 

Intracellular ion leakage and membrane destruction can contribute to increasing the 

macroscopic conductivity. There are two main sensing approaches, measuring before and 

after the pulse (by using electrical impedance spectroscopy) or during an electroporation pulse 

(by current-voltage acquisition or electrodes current density). Macroscopic electrical 

measurements may take advantage of using the PEF-electrodes themselves, which facilitates 

implementation at sanitary controlled environments (BARBA et al., 2015; BATISTA 

NAPOTNIK; MIKLAVĻIĻ, 2018; CASTELLVĉ; MERCADAL; IVORRA, 2017) without 

the need of extra equipment contacting the sample (SIMONIS; GARJONYTE; STIRKE, 

2020). The basic experimental setup for measuring electrical properties is shown in Figure 8. 

 

Figure 8 ï Basic setup for measuring electrical properties of electroporation. Instantaneous 

voltage and current are measured with an oscilloscope or compatible equipment. Impedance 

analyser measures impedance before and after EP protocol. 

 

Source: (CASTELLVÍ; MERCADAL; IVORRA, 2017). 

 

Analysis by electrical impedance spectroscopy may provide a wide range of 

information. The optimal cell sensing frequency range is between 100 Hz to 100 kHz 
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(ARNDT et al., 2004; KRINKE et al., 2009; XU et al., 2016). Nevertheless, electrodes 

polarization up to 1 kHz is expected (XU et al., 2016). The impedance analysis method 

usually requires interruption in the electroporation protocol, and analysis may take seconds to 

complete, which may be a limitation of this procedure since electroporation occurs in 

nanoseconds (BATISTA NAPOTNIK; MIKLAVĻIĻ, 2018). Analysis during individual PEF 

pulses can be performed by measuring current and voltage. This method is also called 

óinstantaneousô or óapparentô conductivity analysis, i.e., the ratio between current and voltage 

at a given time point. The conductivity increase due to electroporation was observed in high 

cell fraction suspensions of animal cells (KINOSITA; TSONG, 1979; PAVLIN et al., 2005; 

SUZUKI et al., 2011), bacteria (EMANUEL; ROMAN; CAHAN, 2019) and yeast (EL 

ZAKHEM et al., 2006; PINTARELLI et al., 2021; RAMOS; FARIAS D., 2013), and tissues 

(CASTELLVÍ; MERCADAL; IVORRA, 2017; LANGUS et al., 2016; NEAL et al., 2012; 

SUÁREZ et al., 2014). 

PEF is usually delivered in the signature of 100 µs rectangular pulses burst 

(monopolar) or 50+50 µs (bipolar). Thus, those PEF contains a broad spectrum of 

frequencies, and mostly sub-4.4kHz frequencies, as shown in Figure 9, which are subject to Ŭ-

dispersive effects which interfere in the measurement.  Current models use instantaneous 

current-voltage measurements to describe the PEF electrical current (LOPES et al., 2021; 

PAVLIN et al., 2005; SEL et al., 2005; ZHAO et al., 2018), which is a sum of conduction 

current, dispersive effects (due to sample reactance), electrode-biological-media polarization, 

and electroporation. From the engineering point of view, differentiating the electroporation 

current from other PEF-current is complex. We call the electroporation current the 

superimposed non-physiological displacement current in the cell membrane due to pore 

opening. It is known that the biological systems are electrolytes and charges are subject to 

changes in polarization, i.e., orientation and displacement of charges, and biological systems 

are characterized by the three most expressive relaxation factors: ions diffusion outside the 

cells, cellôs membrane interface charging, and molecule orientation, which contribute to 

Schwanôs dispersions, Ŭ, ɓ, and ɔ, respectively (see section 2.3). The Ŭ-dispersion and 

electrode-biological-media-dispersion are located at sub-10 kHz, which is where the PEF 

burst energy spectrum is. Those phenomenon dynamics have not been completely understood, 

interfering in the direct current measurement. 

Another method to access electroporation is the usage of a sinusoidal signal 

superposing the PEF. This method resembles the impedance measurement using DC bias 
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which is used to analyse non-linear capacitor (e.g. ceramic capacitors which the capacitance 

depends on the DC voltage). Early work has been done using 10 kHz sinusoidal signal added 

to a primary 1 ms PEF protocol to avoid dispersive effects (RAMOS et al., 2012). The authors 

found differences between the AC (i.e. 10 kHz) conductivity and óDC instantaneousô current 

and voltage measurements. The 10 kHz was selected as the location which the sample was 

mainly resistive (on yeast samples). 

 

Figure 9 ï (a) A 100 µs rectangular pulse. (b) Analytical Fourier transform of a 100 µs PEF 

pulse. The half-power is at 4.4 kHz, and most of the PEF energy is between DC to 4.4kHz 
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3 IMPEDANCE SENSING AND PEF SYSTEM 

 

It is known that electroporation is related to pulse amplitude, pulse train repetition 

rate, pulse shape, pulse number and repetition rate. The combination of several parametric 

possibilities, inserted by electroporator operator, makes it possible to reach (reversible or 

irreversible) electroporation to the cellular systems of animal and plant cells, whether being 

suspension of cells or tissue, in vivo or in vitro. The PEF equipment corresponds to a wave 

generator of electrical voltage, with an amplitude of up to kilovolts and period in the order of 

microseconds. The electroporator uses electrodes to impose pulsed electric field on the sample 

biological. The electric field amplitude used for electroporation mainly depends on the cell 

size, and typically the range is 10 to 1000kV/m (WEAVER et al., 2012). 

This chapter aims to develop a system and methods to enable customizable PEF 

experiments and perform alternate current analysis during the PEF. The change in the 

complex electrical properties may allow a novel study of electroporation which are essential 

for developing new electroporation models. Those may indirectly probe the electroporation, 

thus, may trigger future PEF control systems. We notice that there are few considerations in 

the literature using mixed signals approach to sense electroporation. One reason is the 

technical difficulty in developing fast linear amplifiers for high voltages and currents. Linear 

amplifiers operate with elevated voltage drops in the switches, which generally reflects 

extensive power efforts. The high voltage rectangular pulses are more easily obtained with 

IGBT or MOSFET switching.  

 

3.1 MATERIALS AND METHODS 

 

The complex impedance Z(ɤ) of a linear system can be calculated as Equation (9). 

Usually, a small sinusoidal voltage signal V(ɤ) (i.e. excitation signal) is applied to the tested 

sample, and the electrical current response I(ɤ) is measured. The j=Ѝ ρ and ɤ is the 

frequency. The real ZRE (R) and imaginary ZIM (X) parts of the Z(ɤ) are called resistance and 

reactance, respectively. The magnitude |Z| and phase angle ɗ᷁ of Z(ɤ) are accordingly to 

Equation set (10). We will use the polar description |Z|᷁ɗ) because it is more convenient 

when working with the two AC signals (i.e. is simpler to compare V and I time-variant signals 

using the polar description) and samplesô spectrum can be compared with analogue filters. 

Moreover, the cartesian R-X description is more adequate when the equivalent circuit is the 
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R-X itself, in the case of biological media the R-X elements are frequency-dependent and can 

be confused with the four-element equivalent circuit. 

 

 :ʖ
6ʖ

)ʖ
: Ê:  (9) 

 ȿ:ȿ : :  and ʃ ÁÒÃÔÁÎ (10) 

 

3.1.1 Signal Generator 

 

For an economical and portable generation of electrical pulses for clinical and 

laboratory electroporation, it is applied to the electroporator óhigh power pulse technologyô. 

For treatments in the food industry and nano electroporation, other types of technology can be 

used (KEMPKES, 2017). Similar procedures are used in defibrillators, plasma generation, 

lasers, and welding machines. The electroporator power system has energy transformation and 

storage steps. The change of energy is usually done with static converters. The first step is the 

conversion of energy from a source primary low voltage and low power density (e.g. 

conventional 127/220 V mains or battery) for high voltage. The second step is the temporary 

storage of the converted energy, which can be done with a capacitor bank. Arrangements of 

parallel and series capacitor are used with auxiliary diodes and resistors (to stabilize the 

voltage during storage and discharge). The capacitor bank usually has low equivalent series 

resistance (ESR). We note that energy can be stored in capacitors (electrical energy) or in 

inductors (magnetic energy). In electroporators for laboratory and clinical use it is usually 

stored in capacitors, as it is the least costly procedure, and there is no interruption of currents 

(in inductors). Finally, the stored energy is converted and quickly delivered to the cargo in a 

pulsed at high-voltage and high-power density. The basic operation is as shown in Figure 10. 

Considering that electrical energy is already stored in a charged capacitor, the generation of 

monopolar pulses can be performed with a single switch controlled capacitive discharge 

circuit. The generation of bipolar pulses can be done with an inverter circuit (push-pull, half-

bridge or full-bridge) (PAI; ZHANG, 1995; REDONDO, 2017).  

During the master's period, the author developed three custom electroporators of up 

to 1 kV and 30 A, using topologies of a single switch and full-bridge and with embedded V-I 

recording. The electroporators are shown in Figure 11 (PINTARELLI, 2018; PINTARELLI; 

ANTÔNIO JR; SUZUKI, 2019). Those electroporators power electronics were adapted to this 
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thesis experiments. This chapter highlights the adaptation to generate and record PEF with 

superposing sines. 

 

Figure 10 ï Example of energy conversion processes in electroporator. Primary energy (from 

the electricity grid or battery) is converted and stored at high voltage. Rectifiers or CC-DC 

converters are used in this step. Capacitive storage is generally adopted in electroporators. 

The energy stored in capacitors is delivered in electrical pulses to the electrodes. In this step, 

the topologies of CC/AC converters can be used. The most common are controlled capacitive 

discharge (for monopolar pulses) and inverter (for bipolar pulses). 

Primary
Source

AC Mains or Battery

Stored Energy
High Voltage

Pulsed Energy
Pulsed Electric Field

Load/Sample
Electric Field and 
Electroporation

E

 

Source: Adapted from (SUZUKI et al., 2019). 

 

For the application of arbitrary forms, a push-pull MOSFET topology for pulsed 

energy application was developed (pair of IRFP240 and IRFP9240). This system operates as a 

linear amplifier. We note that in the audio engineering area this topology is called a class A 

amplifier. The linear amplifier supports up to ±85 V. The generation of arbitrary signals is 

done digitally with the Espressif Systems ESP32-D0WDQ6, which is an integrated solution 

with a microcontroller (MCU) and peripherals. This MCU was particularly selected due its 

two individually controlled 240 MHz cores, large RAM storage for fast interruption routines, 

the capability of running real-time operating system (e.g. FreeRTOS), two 8-bit digital-to-

analogue converter channels (DAC) and embed 802.11b/g/n Wi-Fi radio (ESPRESSIF 

SYSTEMS, 2017). The system schematic is shown in Figure 12. The MCU was programmed 

using the manufacturer ESP-IDF framework at Visual Studio Code and PlatformIO. The first 

core (core 0) manages all Wi-Fi related requests and the HTTP web server (Wi-Fi and HTTP 

server tasks). The second core (core 1) runs a RAM-stored task which is assigned to control 

both DAC (pulse manager task). DAC signals are conditioned and summed using a pre-

amplifier stage (Analog Devices AD826). We configured one of the DACs to connect to the 

MCU embedded cosine waveform generator; thus, precise sinewaves can be easily 

superposed with other arbitrary waves. A semaphore routine was used within FreeRTOS to 

guarantee real-time during PEF. 



40 

 

Figure 11 ï PEF equipment prototypes: (a) up to 120 V, 10 A, monopolar, with fine voltage 

adjustment; (b) up to 800 V, 20 A, monopolar, with embedded current-voltage datalogger; (c) 

up to 800 V, 30 A, bipolar, with embedded current-voltage datalogger and its electronics (d). 

(e) European Standard Operating Procedures of Electrochemotherapy (ESOPE) adapted pulse 

(800V, 20 A, 100 µs monopolar, 5 kHz repetition rate eight pulse train). 

a)  

 

b)  

 

c)  

 

d)  

 

e)  

 

Source: Author and (PINTARELLI, 2018). 

 

The system is controlled by the user using a web applet interface, accessible by any 

navigator at smartphone or computer Wi-Fi capable. The system has some pre-defined 
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waveforms. The arbitrary waveform can be generated by uploading RAW waves to the MCU. 

With the applet, user can set diverse protocol (e.g. rectangular, triangular, sawtooth, inverted 

triangular, sines from 1 kHz to 250 kHz, monopolar and bipolar waveforms, individual 

wavelength ranging from 50 µs to 1 ms, diverse burst pulse number, sinusoidal superposition 

and peak amplitude). The web interface is shown in Figure 13. There are several sliders to 

operate the equipment. The ómodeô slider sets the pre-defined pulses, where ó1ô is the square 

pulse train (monopolar) with overlapping sine, ó2ô is the sawtooth pulse train with overlapping 

sine, ó3ôis the triangle pulse train with overlapping sine, ó4ô is the fixed duration cycle sine, 

and ó5ô is the bipolar square pulse train. The PEF system can connect to the userôs Wi-Fi or be 

a Wi-Fi host; thus, the system is accessed by the network IP number. The arbitrary wave 

system was evaluated using Tektronix DPO2012B. The process was the same as datalogging 

of the biological samples (see section 3.1.2). Its pulse performance and frequency were 

measured under load stress (10 Ý). We consider signals that may be used during the 

development of this thesis. Nevertheless, other waveforms may be used in additional work. 

 

Figure 12 ï Arbitrary generator system and the data logging. There are three tasks divided 

into the cores. A óPulse Managerô task commands the two DACs. DAC 0 was connected to 

internal cosine generator, and DAC 1 produce the arbitrary waveforms. The DAC signals feed 

the high-power linear amplifier. An oscilloscope is used to measure the DUT voltage (Vt and 

Vb probes). The current is calculated using the shunt resistor parameters (Zshunt). The shunt 

resistor impedance 1.78 ᷁3.18Ü Ý (at 100 kHz) and 1.9 Ý (at DC). 
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Wi-Fi
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Source: Author. 
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Figure 13 ï The PEF system control interface. This figure was recorded using Google Chrome 

at an Android Smartphone. Sliders are the PEF related configuration. 

  

Source: Author. 

 

3.1.2 Data logging 

 

All acquisition were made using Tektronix DPO2012B 100 MHz 8-bits oscilloscope 

and two probes 1:10 model Tektronix TPP0200 200 MHz (Tektronix, Inc., EUA). The probes 

were calibrated according to the manufactureôs manual. The sampling frequency was set to 1 

GHz (maximum). Probes capacitance were adjusted according to the oscilloscope manual 

(TEKTRONIX, 2008). We used a shunt resistor (Zshunt) model RX21-5W 1R8J ceramic to 

measure current. The measuring circuit and oscilloscope connections are shown in Figure 12 

(see the Vt and Vb probes). We measured the shunt impedance spectrum (1 kHz to  

1 MHz) with Keysight 4294A and DC impedance with Fluke 179. Its 100kHz impedance is 

1.78 ᷁ 3.18Ü Ý and DC impedance is 1.9 Ý. The frequency spectrum is shown in Figure 14. 

The Zshunt phase shift was compensated in the signal processing. The oscilloscope input 

impedance (1 MÝ) and oscilloscope 1:10 probe parasitic capacitance (13 pF) were considered 

not significant. 
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Figure 14 ï Shunt impedance spectrum. 
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Source: Author. 

 

All sampling precedes and succeeds an impedance analysis using HP 4294A. The 

setup is described by Figure 8. The switching between the PEF system and the impedance 

analyser was done manually, which is important to remove any relay or extra connections 

from the circuit (these devices are not designed to operate at 100 kHz). All DUT cables were 

kept at a maximum of 30 cm. The time between the impedance readings was 2 minutes, this 

time is required for unplugging and plugging cables and the measurement recording. 

 

3.1.3 Data processing 

 

All data were processed offline. Measurements were saved in a USB flash drive and 

loaded into the computer. To extract the AC impedance, we made a script in MATLAB 2018b 

(Massachusetts, EUA), which estimates the AC voltage and current based on individual 

discrete sine wave samples. The processing mains steps are shown in Figure 15. The first step 

is a low pass IIR12 zero-phase filter13 (DC to 300 kHz passband and 600 kHz -60dB 

stopband). Despite the oscilloscopesô top-notch sampling frequency (1 GSamples/s on all 

channels) and bandwidth (100 MHz), it lacks resolution (8-bits); thus, we trade the bandwidth 

 
12 The main differences between IIR and FIR is in its implementation. As we are processing the signals off-line it 

is possible to project both to behave similarly and meet our requirements. Thus, we opted for the IIR due to the 

reduced number of computations. 
13 Zero phase delay or no group delay is achieved by forward-backward processing technique, i.e. first: filter the 

signal forward in time, second: time reverse (i.e. óflipped signalô) to filter backwards in time, third: time reserve 

the whole result. This operation is mathematically equivalent to the squared filter response which gives only 

real values, thus zero phase. This technique can only be done offline or at quasi real-time, i.e., with a sufficient 

delay. 
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for resolution, and our second processing step is downsampling. All signals were oversampled 

at 1 GHz to be downsampled in sixteen-fold (i.e. oversampling ratio equals 16)14, this is 

equivalent of a four times resolution enhancement (or 2 bits), thus improving the digital signal 

resolution to 10-bits and lowering sampling frequency to 62.5 MHz (OPPENHEIM; 

SCHAFER, 2010). We used the deep memory oscilloscope configuration (1 MPoint record 

length on all channels). Each channel acquisition file has approximately 25 MB (.CSV 

converted file). The acquisition time base was 1 ɖs, the record window was 1 ms, and number 

of samples was 106. The third step is finding the superposed sinewave top and bottom peaks 

by using derivates and zero crossings. Lastly, the peaks and zero-crossing values are used to 

calculate DUT AC and DC voltage and current, respectively. We emphasize that the 

calculated DC impedance is not the ótrueô DC impedance, but the apparent impedance since 

the DC is subject to dispersive effects. Ten 100 kHz sine cycles were acquired on each signal 

stage (before, during and after PEF). The surrounding PEF sines cycles were discarded due 

distortions caused by the PEF rising and falling times. Thus, we processed nine individual 

sines before and after the PEF and eight sinesô cycles during the PEF. The 100 kHz 

impedance data was analysed in terms of time. All data were analysed as means and 95% 

confidence interval (95% CI). The 95% CI corresponds to the significance level of 0.05 

(equivalent of t-test of two groups using p=0.05). All this thesis data was processed in this 

way, as it facilitates data analysis. If there is no overlap of confidence intervals for two 

groups, there is a significant difference. 

 

Figure 15 ï MATLAB script main steps. 
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Source: Author. 

 

3.1.4 PEF Protocol 

 

The PEF settings with superposing sine that are used in this thesis are eight 

rectangular pulses train at a repetition rate of 0.1 Hz (10 s pulse interval), each pulse has 100 

µs duration, each pulse is previously superposed by a 5 Vpp (i.e. 1.75 VRMS) 100 kHz sine. 

 
14 For each óadditionalô bit of resolution, the signal must be oversampled by a factor of four. 
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The 100 µs pulses are monopolar (100 µs rectangular) and bipolar (50 µs positive rectangular 

+ 50 µs negative rectangular). The PEF protocols were described by the top and bottom DC 

outputs values. We used 1, 15, 30 and 60 V (see Figure 16). A sawtooth wave (i.e. ramp) PEF 

was also used, the sawtooth ware duration (ranging from 0 to 60 V) was 150 µs (400 V/ms) 

and 1 ms (60 V/ms). This PEF protocol was applied in vegetal tissue. The electric field at 

sample are approximately E = V/ǎ. All the measurement recording using oscilloscope were at 

the first and last (eight) pulse. 

The PEF settings without superposing sine that are used in this thesis are eight 

rectangular-shaped pulses of 100 ɛs and a repetition rate of 1 Hz (1-second pulses interval). 

This protocol is similar to the ESOPE (GEHL et al., 2018). All pulse data was acquired using 

a custom system. It has been assessed the effect of 200 to 600 kV/m PEF at yeasts. Averages 

were made based on 20 instant readings (200 kHz sampling rate system) (PINTARELLI, 

2018; PINTARELLI; ANTÔNIO JR; SUZUKI, 2019). 

 

Figure 16 ï PEF pulse train. Pulse 1 (P1) to pulse 8 (P8). (a) Monopolar, and (b) Bipolar. 
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Source: Author. 

 

3.1.5 Measurement Error 

 

We design two experiments to test our measurement capabilities: a static electrical 

and an electrolytic phantom load. We tested those loads using the same PEF protocol used in 

the in vitro cases. 
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3.1.5.1 Stationary Electrical load 

 

Data was collected using static impedances (see Figure 17a). The static impedances 

were designed no simulate a dispersion centred near 100 kHz, and approximately 0 to -80º 

phase shift. The impedance models are shown in Table 1. Those were measured (N = 3) with 

Keysight 4294A and Fluke 179. Theoretical frequency spectrums are shown in Figure 17 (b 

and c). The objective of the static load was to evaluate the measurement errors of the AC 

measurement under the PEF circumstances (i.e. 100 µs, 15, 30 and 60 V generator outputs). 

 

Figure 17 ï (a) Static impedance model. Theorical impedance spectrum of the test loads: (b) 

R = 200 Ý, R1 = 25 Ý, C = 100 ɖF; (c) R = 10 Ý, R1 = 10 Ý, C = 100 ɖF. 
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Source: Author. 

 

Table 1 ï Test impedances measure (mean ± SD). The DC impedance SD were less than 0.1. 

Test load Theoretical Z at 100 kHz, Ý Measured Z at 100 kHz, Ý DC Impedance, Ý 

R = 200 Ý, R1 = 25 Ý, C = 100 ɖF 26.3 -᷁28.1º 23.13±0.01 ᷁ -21.98±0.01º Ý 206.5 

R = 10 Ý, R1 = 10 Ý, C = 100 ɖF 7.4 ᷁ -19.4º 7.22±0.01 ᷁ -16.77±0.16 10.1 

Source: Author. 
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3.1.5.2 Phantom Electrolyte Load 

 

We use Carbogel ECG® placed between parallel electrodes as our electrolyte load 

(PINTARELLI, G.B. et al., 2019). The objective of the phantom load was to evaluate PEF 

effects on the measurements. The electrolyte load was placed between parallel plate disc 

electrodes with 29.7 mm diameter at 1 mm distance, as shown in Figure 18. 

 

Figure 18 ï Electrolyte phantom. 

        

Source: Author. 

 

 

3.1.6 Electrodes 

 

Electrodes were Stainless steel 316 L discs (diameter of 29.7 mm and thickness of 

1.0 mm) as Figure 19. We assembled the electrodes in calipers when the sample is not solid 

(as the phantoms). Electrodes cables were less than 30 cm. 

 

3.1.7 Impedance Analysis Methods 

 

We used the Keysight 4294A impedance analyser and Keysight 16047E test fixture 

for measuring |Z|᷁ɗ. The equipment operation and calibration were done according to the 

operation manual (KEYSIGHT TECHNOLOGIES, 2003). The fixture compensation was 

executed using the two equipment functions (óopenô and óshortô). The óopenô function 

calibrates the open circuit parasite capacitance (i.e. open electrodes with 1mm separation as 

Figure 20a). The óshortô function calibrates the series inductance (i.e. bound electrodes as 

Figure 20b). A plastic clamp was used as auxiliary tool to ensure electrodes positioning. The 



48 

 

biological material measurements were taken after setting the fixture (i.e. plate electrodes) 

compensation. We also set the impedance analyser to frequency point average of 3, single 

pass reading mode and voltage controlled (0.5 mV), those configurations were used during all 

measurement of this thesis. 

 

Figure 19 ï Electrodes used in the thesis. 

 

Source: Author. 

 

 

Figure 20 ï (a) Open circuit calibration. (b) Short circuit calibration. Example of a sample 

reading. 

(a)  (b)  

  
Source: Author. 
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The electrodes parasitic effects were also measured and compensated.  In this case, 

we used the default 16047E settings (4294A default calibration). The chamber frequency 

spectrum is as Figure 21. Those are the reference values are the parasite parallel capacitance 

and series inductance. 

 

Figure 21 ï (a) Short circuit and (b) open circuit electrodes response. 
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Source: Author. 

 

3.2 RESULTS 

 

3.2.1 System Performance Using Static Load 

 

The PEF generator system frequency response was as Figure 22. The -3dB frequency 

is over 250 kHz. Although the -3dB frequency is one of the parameters to specify amplifiers 

(mainly in audio areas), this frequency is not so relevant since amplifier's frequency response 

is not linear near -3dB frequency (regarding both gains and phase). It would not be 

appropriate to use this amplifier to generate signals with multiple frequency components if 

some are above 20 kHz. Based on this, our amplifier is an arbitrary signal generator up to  

20 kHz. However, as we only generate a single frequency above 20 kHz, we compensate the 

group delay and gain non-linearity in the MCU. We observe that after 250 kHz, we are no 

longer able to produce satisfactory sine waves using our DAC.  

There are several prospects with our PEF generator. Figure 23 shows a compilation 

of some waveforms that will be used throughout this work, i.e. mixed rectangular with sine 

and sawtooth. The DC and AC wave parameters can be modified according to the experiment 
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(see Figure 13, e.g. sine wave frequency, DC duration and AC and DC amplitudes can be 

configured). The system switching performance is listed in Table 2. Some of the data which 

was used to evaluate the system's characteristics are available in Appendix A. 

 

Figure 22 ï Frequency response of the designed amplifier under resistive 10 Ý load. The gain 

was the measured load output and DAC output ratio. 

 

Source: Author. 

 

Table 2 ï Designed system characteristics. Tested under resistive 10 Ý load. 

Type Value 

trise (0-80V) < 5 µs 

tfall (80-0V) < 10 µs 

Slew rate 22 V/µs 

Total harmonic distortion (THD) (at 30Vpp, 100 kHz)1 2,5 % 

1We observe that this includes the DAC THD, which was 1,5 %. 

Source: Author. 

 

The PEF measurements over of the stationary loads (see section 3.1.5.1) are shown 

in Figure 24: óaô is 200 Ý // 25 Ý + 100 ɖF and ócô 10 Ý // 10 Ý + 100 ɖF. The circle dots 

reference measurements, i.e, AC and DC analysis using the impedance analyser and multi-

meter, respectively. The error is less than 5% for |Z|100kHz, less than 15% for ᷁Z100kHz, and less 

than 5% for ZDC. The impedance spectrum of the static loads are óbô (200 Ý // 25 Ý + 100 ɖF) 

and ódô (10 Ý // 10 Ý + 100 ɖF). 
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Figure 23 ï Waveforms and its Fast Fourier Transform (FFT) compilation (a) 100 kHz sine 

burst, (b) DC rectangular monopolar with 100 kHz sine super positioning and (c) bipolar, (d) 

sawtooth. The test load was 10 Ý. 
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Figure 24 ï Measurements over static loads. The óôׅ symbols are the reference values. 

Measurement over: (a) 200 Ý // 25 Ý + 100 ɖF, and (c) 10 Ý // 10 Ý + 100 ɖF. Impedance 

analyser measurent: (b) 200 Ý // 25 Ý + 100 ɖF and (d) 10 Ý // 10 Ý + 100 ɖF.  
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3.2.2 System Performance Using Phantom Load 

 

The impedance measurements of the phantom electrolyte load are shown in Figure 

25. The Z100kHz is less susceptible to interfere with polarization as its impedance does not 

significantly change during time (see  Figure 25a and b). The DC impedance increase does 

(a) 

(c) 
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show significant difference (see Figure 25c). On the other hand, the electrical double layer 

(EDL) charging occurred at ZDC, as the individual sample analysis shows a capacitive 

charging and discharging current profile (see Figure 25e and f). The phantom double layer is 

not stable as there are no changes in the impedance analyser study (see Figure 25d). 

 

Figure 25 ï Measurements over the phantom. The AC (a) absolute and (b) phase 

measurements, and (c) DC measurement. (d) The frequency spectrum before and after the 

PEF (60 V case). Single (e) oscilloscope sample and (f) its voltages and currents. 
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(e) (f) 

 

EDL 
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EDL 
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Source: Author. 
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4 SENSING OF YEAST INACTIVATION BY ELECTROPORATION  

 

Yeast contamination is a problem in the industry, as their contamination can cause 

financial loss. In wine production, yeast control is challenging and of high importance as 

yeasts rapid grow can significantly alter grapes pH and flavor, thus, compromising wine 

quality and causing significant economic losses. The International Organization of Vine and 

Wine (OIV), the benchmark for vine-based products standards, establishes the maximum 

acceptable limits for oenological practices; this includes the maximum values for viable 

yeasts load. Therefore, to obtain adequate wines that are safe for consumption and with 

preserved palatable aspects, yeasts should be removed or inactivated. In this regard, 

controlling yeast number in the food processing environment is made necessary. In wines, the 

Saccharomyces cerevisiae yeast is the most frequent contaminant and spoilage species 

(LOUREIRO, 2003). In other types of foods, other microorganisms may be relevant. Those 

that can cause foodborne illnesses and can even become lethal. If contaminated yeast is 

injected into a human body, it can cause health problems. Thermal pasteurization, sterile 

filtration, and chemical treatment affect foodôs nutrients composition and sensory 

characteristics (e.g., color, texture, aroma and flavor). Yeast control in different food can be 

reached by electroporation while maintaining its pre-processing properties. In the case of 

wines, pasteurization is avoided as it damages organoleptic properties. Final customers are 

continuously looking forward to those characteristics, as they are often related to freshness 

and authenticity (CHARLES-RODRÍGUEZ et al., 2007; COUTO et al., 2005; PUÉRTOLAS 

et al., 2009). 

In this section we will discuss some of latest experimental results that were published 

at (PINTARELLI et al., 2021). The paper is reprinted at Appendix B with permission. We 

used in vitro Saccharomyces cerevisiae ATCCÈ36900Ê, low suspension fraction 2.5 × 107 

cells/mL15, to investigate PEF effects on the cell viability (using Methylene blue method, 

0.2% C16H18N3SCl), cell morphology (using scanning electronic microscope), media 

conductivity (using current-voltage measurements and impedance spectroscopy) and 

estimating absorbed energy. The PEF protocol were 8 rectangular-shaped pulses of 100 ɛs 

and a repetition rate of 1 Hz (i.e., 1-second pulses interval). Also, we did in silico study to 

 
15Suspension fraction typically found on wines is <108 cell/mL. The 2.5 × 107 cells/mL fraction represents a 

volumetric fraction or weight concentration (weight of yeast cells/total weight of suspension) is 0.43 % in 

water. 
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evaluate number of pores at cell membrane, transmembrane voltage, and differential voltage 

in the cell wall. We investigated the effects of amplitude changes as the electroporation 

mainly depends on it. It has been assessed the effect of amplitude applying protocols of 200 to 

600 kV/m. We show that it is possible to eliminate yeast using irreversible electroporation and 

detect inactivation (cell breakage) by macroscopic instantaneous current measurements. A 

15% in pulse current increase is expected when reducing yeast numbers to 105 cells/ml by 500 

kV/m irreversible electroporation PEF. 

Figure 26a shows the current during the PEF protocols. The absorbed energy is 

higher when there are cells in the media. Dozens to thousands kJ/L are expected for microbial 

inactivation (PUÉRTOLAS et al., 2009). Due to the short burst (8 pulses of 100 µs), the 

theoretical temperature rise at the end of the 600 kV/m protocol is 3,5 ºC (EL ZAKHEM et 

al., 2006). In practice, the temperature increase should be lower since there is thermal 

dissipation during the inter-pulse intervals (1 second). At 600 kV/m we observed a 

conductivity plateau. This may indicate the maximum ion exchange due electroporation in our 

experiments. Other work reported similar conductivity saturation (EL ZAKHEM et al., 2006; 

NEAL et al., 2012; PAVLIN et al., 2005). We analyzed the current changes in terms of in 

pulse current rate. We define in pulse current rate as the average increase of current between 

last (eight) and first pulse. Figure 26b shows the in pulse current rate as function of PEF 

amplitude. The YPD media were directly compared to the cell suspensions. At 200 kV/m 

there are non-significant difference (ns). Over 300 kV/m we detected significant differences 

(when comparing equal kV/m magnitudes). When comparing in pulse current increase at 

similar delivered energy, 22-25 kJ/L has no significant difference, and 40-42 kJ/L has 

significant difference. The phenomenon that changes current is related to the presence of cells 

and it is not associated with temperature. 

The compiled result of the current change in function of cellular viability is shown in 

Figure 27a. There is correlation between cell viability reduction and current change. SEM 

images are shown in Figure 27b. Using SEM, we observed that some cells were physically 

PEF-damaged, and others were not. Zakhem et al. reported similar results (EL ZAKHEM et 

al., 2006). Those are PEF triggered damage and not the actual PEF pores. The physical 

damage may be correlated to the changes in the surface which changed the cell drying process 

or intracellular drain out due electroporation membrane destruction. We focused in showing 

the damaged cells as shown in Figure 27 (c to f). At 200 and 300 kV/m SEM provided details 
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of physical damage to the cell associated to electroporation. Notwithstanding, neither cell 

viability nor macroscopic electrical properties readings provided this type of detailing. 

 

Figure 26 ï (a) Electrical currents at PEF protocol. The óô means the cell suspensions data, 

and óô means the YPD data. (b) YPD and cell suspension (óCell S.ô) conductivity change as a 

function of PEF protocol amplitude in kV/m. The significance levels are given upper the box 

plots. ónsô means not significant (p>0.05), ó*ô means p<0.05 and ó***ô means p<0.001. 

Oscillations below zero at 200 and 300 kV/m are not shown. 
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At 500 kV/m we detected yeast viability within the standard limits (LOUREIRO, 

2003). The yeast PEF-damage starts at 300 kV/m (GĆĠKOVĆ et al., 1996), and irreversible 

electroporation threshold at dense cell suspension is reported to be 750 kV/m (EL ZAKHEM 

et al., 2006). The 500 kV/m threshold we observed may be due the lower cell density. At high 

cell density solutions yeast clusters are formed, thus a larger field is needed for 

electroporation (MOLINARI; PILOSOF; JAGUS, 2004). The electroporation threshold may 

shift in the 300 to 800 kV/m range as it is also dependent on the external buffer (EMANUEL; 

ROMAN; CAHAN, 2019; PUÉRTOLAS et al., 2009), yeast phase (MOLINARI; PILOSOF; 
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JAGUS, 2004), temperature (GOLBERG; FISCHER; RUBINSKY, 2010) and cell 

concentration (EMANUEL; ROMAN; CAHAN, 2019). Moreover, the cell geometry and 

distribution of cell sizes interfere (LEBOVKA; VOROBIEV, 2004). At 500 kV/m (i.e., when 

the loss of viability is greater than 90%), it is possible to differentiate the current change 

between the electroporation protocol, i.e., 400 and 500 kV/m. In our results the current change 

method is not sensitive to small loss of viability (less than 10 %) or detection of changes in 

the cell wall.  

 

Figure 27 ï (a) Cell viability and conductivity increase due to electroporation protocol 

amplitude. The errors bars are shorter than the height of the symbol in viability when 0, 200, 

300 kV/m. Yeast maximum limit described as clear bottled white wine (LOUREIRO, 2003), 

unit adequation was realized with (MAYER; GOIN; ZIMMERMANN, 1986). (b) SEM image 

of yeast cell without electroporation pulses. (c) 200 kV/m, (d) 300 kV/m, (e) 400 kV/m and 

(f) 500 kV/m. White arrows indicate surface damage. 

(a)

b

2 µm

c d

e f

0

0

5

1 0

1 5

2 0

2 5

1 0 4

1 0 5

1 0 6

1 0 7

1 0 8

El ectroporation Protocol  A m pl i tude

C ur ren t

V i abi l i ty

V
ia

b
ility

 (c
e

lls
/m

L
)

In
 p

u
ls

e
 c

u
rr

e
n

t 
r
a

te
 (

%
)

Y easts m ax i m um  l oad

100 kV /m

2 kJ/L

200 kV /m

9 kJ/L

300 kV /m

22 kJ/L

400 kV /m

42 kJ/L

500 kV /m

71 kJ/L

600 kV /m

112 kJ/L

ns

ns

 
Source: Autor. 

 



59 

 

5 DIELECTRIC DISPERSION MODULATED SENSING OF YEAST SUSPENSION 

ELECTROPORATION  

 

In this section we will discuss some of latest experimental results that were published 

at (PINTARELLI et al., 2022). The paper is reprinted at Appendix C with permission. We 

evaluated the effects of electroporation on the dielectric spectrum of cell suspensions. This 

evaluation can provide insights into the development of electroporation/PEF high frequency 

(>10 kHz) sensors. New sensors can be designed to operate in a frequency range adequate for 

detecting membrane changes while avoiding sub-10 kHz PEF direct current polarization 

disturbances. This technique provides more accurate readings of electroporation mechanisms 

to control and optimize industrial processes. To demonstrate the feasibility of supervising 

electroporation, we propose a numerical study on the sensing of the cell suspension dielectric 

dispersion. 

Yeast cell suspension is known to have well-defined ɓ-dielectric dispersion in the 

frequency range of 0.1ï1 MHz due to the cell membrane, and the yeast Saccharomyces 

cerevisiae have detailed electrical properties literature and their ellipsoidal shape are often 

approximated as a two-shell sphere (ASAMI; YONEZAWA, 1996; HÖLZEL; 

LAMPRECHT, 1992; RAICU; RAICU; TURCU, 1996). The electroporation model is used to 

calculate changes in the membrane conductivity (ům) during electroporation. A two-shell 

model is used to represent the yeast cell under 50 µs (10 to 60 µs) and 1 µs (2 to 3 µs), 400 

kV/m PEF. We used low yeast concentration ratio (1% yeast concentration ratio which is 

approximately 2 × 108 cells/mL). This is a typical yeast concentration from the experimental 

point of view (EL ZAKHEM et al., 2006). The volumetric model containing one cell is shown 

in Figure 28. Three external buffers were studied: ůLow, ůMed, and ůHigh buffer (1 mS/m,  

50 mS/m, and 0.1 S/m). The ůHigh medium is more typical for liquid foods (see Appendix D). 

We use a useful simplification to model the systemôs frequency response, which is the 

assumption that the system is time-invariant on a small scale; thus, all variations occur as 

sinusoidal signals, and the suspension dielectric spectrum is calculated. A computer model is 

used to calculate the system dielectric dispersion changes due to the cellsô membrane and 

their interaction with the extracellular media and electroporation. COMSOL Multiphysics® 

version 4.4 software (COMSOL, Inc., Stockholm, Sweden) is used for FEM modeling and 2D 

electric currents application (óecô, from the COMSOLôs AC/DC Module) (COMSOL, 2018). 

COMSOL was executed on a laptop running Windows 10 (64-bits) (Microsoft Corporation, 
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WA, USA), with Core i7-4700HQ processor (Intel Corporation, CA, USA), 16 GB RAM and 

Nvidia GeForce GTX 870M (Nvidia Corporation, CA, EUA). 

 

Figure 28 ï Whole-cell model using two shell model. (a) 2D axisymmetric view. (b) Zoomed 

membrane view. (c) Half-cut 3D cylindrical model derived from the 2D shaft rotation. The 

colour scheme is yellow = intracellular media, magenta = cellôs membrane, purple = cellôs 

wall, and grey = extracellular media (electroporation buffer). Figures show the case of a 

single cell with 4 µm external radius. 

(a) (b) (c)

 
Source: Author. 

 

A custom mesh is designed for this study as shown in Figure 29. The mesh is edge 

mapped for bilateral symmetry and mapped as 10 per 1000 quadratic elements for each cellôs 

membrane and wall. Other elements are made using COMSOLôs free triangular 

semiconductor ófineô pre-set. The maximum element size is set as 3.3 × 10ī7 m. The mesh 

consists of 171,416 (single cell) to 478,398 (three cells) elements. The transmembrane voltage 

due to PEF can be analytically calculated using the Laplace equation (SUZUKI et al., 2011). 

We validated the numerical calculations by comparing them to the analytical solution 

proposed by (GIMSA; WACHNER, 2001). The maximum relative error between the 

analytical solution and the computer simulation was 5.18%. Therefore, we considered our 

model to be sufficiently accurate for our study. 

The membrane is always more insulating than the medium, hence it obstructs the 

low-frequency current passage. The membrane causes the main ɓ-dispersion. If  the electrical 

characteristics of the interfaces change, it is expected that the dispersion will shift. The 

dispersion shifting and plateau amplitude are correlated to the interfaces electrical propertyôs 



61 

 

ratio . We evaluate the equipotential and current density lines. The contour plots of 

equipotential lines (horizontal) and current density lines (vertical) are shown in Figure 30, 

Figure 31 and Figure 32 for ůLow, ůMed, and ůHigh buffer, respectively. The plots are useful to 

check how the electromagnetic wave sinusoidal signal is distorted by the cell. More ócurrent 

linesô means denser electric currents. At ůLow medium, the 100 kHz current mostly passes 

through the cell. The same effect occurs at proximately 1 MHz for other media. If a signal is 

supposed to sense changes in the cell wall and membranes, it must be in a frequency at which 

there is a voltage drop in those components. Figure 33 shows the óelectric profileô, i.e. the 

local voltage at cellôs Y-axis (vertical). Gradient voltages are possible in the cell membrane 

for all media. On the other hand, the ůMed buffer is the most susceptible medium for wall 

voltage drop. Over 100 MHz there is no voltage drop across neither cell components. We also 

evaluate the voltage drop for the arc lengths step of 800 ɖm. The results are shown in Figure 

34. There is a voltage drop on a vast part of the cell. Another perspective of the same data is 

the differential voltage evaluation at membrane and wall due frequency, as shown in Figure 

48. The 100 kHz is the upper limit to sense membrane at ůMed and ůHigh buffers. The ůMed 

buffer is less susceptible to sense the wall. Using the ůHigh buffer, it is possible to discern the 

membrane and wall individually. On the other hand, for sensing membrane, we must use over 

10 kHz as lower frequency may be contaminated with dispersion due to electrode-solution 

interface. 

 

Figure 29 ï Detail of the whole-cell mesh. Zoom at (a) whole cell (b) wall zoomed and (c) 

membrane. 

(a) (b) (c)

 

Source: Author. 
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Figure 30 ï Contour plots of electric potential (horizontal black lines) and current density 

(grey vertical lines) from 1 kHz to 100 MHz with ůLow buffer. (a) 1 kHz, (b) 10 kHz, (c) 100 

kHz, (d) 1 MHz, (e) 10 MHz, and (f) 100 MHz. 

(a) 

 

(b) 

 
(c) 

 

(d) 

 
(e) 

 

(f) 

 
Source: Author. 
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Figure 31 ï Electric equipotential lines (horizontal black lines) and current density (grey 

vertical lines) from 1kHz to 100 MHz with ůMed buffer. (a) 1 kHz, (b) 10 kHz, (c) 100 kHz, 

(d) 1 MHz, (e) 10 MHz, and (f) 100 MHz. 

(a)  

 

(b) 

 
(c) 

 

(d) 

 
(e) 

 

(f) 

 
Source: Author. 

 

 

 

  



64 

 

Figure 32 ï Contour plots of electric potential (horizontal black lines) and current density 

(grey vertical lines) from 1kHz to 100 MHz with ůHigh buffer. (a) 1 kHz, (b) 10 kHz, (c) 100 

kHz, (d) 1 MHz, (e) 10 MHz, and (f) 100 MHz. 

(a)  

 

(b) 

 
(c) 

 

(d) 

 
(e) 

 

(f) 

 
Source: Author. 
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Figure 33 ï Electric potential profiles across the longitudinal axis (line AB) and its zoom (at 

cellôs wall and membrane) for (a and b) ůLow buffer, (c and d) ůMed buffer, and (e and f) ůHigh 

buffer. The dotted lines used in the zooms demarcates the cellôs wall and membrane. 

 

Electric potential across AB Electric potential across AB (Zoom at cellôs wall and 

membrane) 

(a)

 

(b) 

 
(c) 

 

(d) 

 
(e) 

 

(f) 

 
Source: Author. 
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Figure 34 ï Electric potential profiles across the diverse longitudinal axis for (a) ůLow buffer, 

(b) ůMed buffer, and (c) ůHigh buffer. The dotted lines used in the zooms demarcates the cellôs 

wall and membrane. (d) The location of the lines to study electrical potential profiles (800 ɖm 

steps). 

(a) 

 

(b) 

 
 

(c) 

 

(d) 

 
Source: Author. 
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Figure 35 ï Voltage difference at cell membrane and wall. Measurements at the cell pole. (a) 

1e-3 S/m, (b) 50e-3 S/m and (c) 0.1 S/m buffer. 

(a) 

 

(b) 

 
(c)

 

 

Source: Author. 

 

When the transmembrane voltage reaches a certain value (~0.2 ï 1 V) (TEISSIÉ; 

ROLS, 1993), membrane permeability increases as a consequence of the formation of 

hydrophilic pores in the lipid bilayer leading to an increase in membrane conductivity. The 

membrane conductivity, transmembrane voltage, and solutionôs relative permittivity when 

using 50 µs PEF is shown in Figure 36. During 10 to 60 µs, the PEF is enabled. All buffers 

are adequate to induce electroporation transmembrane voltages. The ůLow buffer has the 

slowest time dynamics (see the post-60 µs dynamism of membrane conductivity and 

transmembrane voltage). This occurs due to the poor buffer-cell-interface conductive 

coupling, which leads to slower capacitive charging and discharging processes. The 

membrane state change is practically instantaneous when using ůMed and ůHigh buffers. Also, 

the extent of membrane area affected by electroporation is higher when ůHigh buffer is used 

(approximately ḯ /2 to ˊ/2). The dispersion centre depends on the systemôs characteristics; 

the dispersion centre is approximately 10 kHz for ůLow buffer and 500 kHz for ůMed and ůHigh 
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buffer (see the solutionôs relative permittivity at Figure 36). Frequencies higher than 1 MHz 

are not suitable for sensing the membrane dispersion as the displacement current can flow 

through the cell (membrane impedance is negligible), which is called óelectrically invisibleô. 

This work, as well as others in the literature, have demonstrated that to sense the cellôs 

primally barrier (i.e. cell membrane), we should not exceed approximately 1-100 MHz 

(ASAMI; YONEZAWA, 1996; GOWRISHANKAR; WEAVER, 2003). 

 

Figure 36 - Results of 50 µs PEF: Membrane conductivity, transmembrane voltage and 

solution equivalent relative permittivity. The horizontal axis is the time in µs. The PEF starts 

at 10 µs, and ends at 60 µs. The vertical axis of the membrane conductivity and 

transmembrane voltage figures represent the angle location in the membrane. The vertical axis 

of solution relative permittivity figures is the sensing frequency (1 kHz to 100 MHz range). 

 

Source: Author. 

 

The 1 µs PEF results are shown in Figure 37. During 2 to 3 µs, the PEF is enabled. 

The ůLow buffer slow dynamic cannot charge the membrane sufficiently for electroporation 

(the membrane charges up to 200 mV). Thus, the membrane conductivity change is 

negligible, and the spectrum does not change significantly (i.e., unsuccessful electroporation). 
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The ůMed buffer can charge the membrane sufficiently for electroporation. However, the 1 µs 

does not saturate conductivity as seen in 50 µs PEF (Figure 36). Thus, ůMed buffer ɓ-

dispersion decays only at the end of the 1 us pulse. 

 

Figure 37 - Results of 1 µs PEF: Membrane conductivity, transmembrane voltage and solution 

equivalent relative permittivity. The axis description is used within Figure 3. The PEF starts at 

2 Õs, and ends at 3 Õs. When using ůLow, the membrane conductivity changes are lower than 

0.1%. 

 

Source: Author. 
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6 SENSING THE DYNAMICS OF COMPLEX ELECTRICAL PROPERTIES UNDER 

PEF: IN VITRO  VEGETAL STUDY  

 

In this chapter, we evaluate the óDCô and 100 kHz impedance reading due to the PEF 

amplitude and DC pulse polarity. We will use in vitro vegetal tissue to show the feasibility of 

using the proposed sensing method in tissues. Also, tissues may be able to demonstrate the 

effects of the electroporation in a higher extend comparing to the cell suspension. The PEF 

equipment and measurement system is described in the previous chapter. We also propose a 

simple 2D geometry model that describes the vegetal ɓ-dispersion. 

 

6.1 MATERIALS AND METHODS 

 

6.1.1 In vitro  experiments 

Potato tubers (Solanum tuberosum) were purchased from local stores. The producer 

(Rio Bonito Orgânicos, Itatinga, Brazil) is certified by the Brazilian Ministry of Agriculture, 

Livestock and Food Supply (MAPA) audit for organically grown products. The Organic 

Conformity Assessment Organization accredited by MAPA provides the traceability of the 

product at https://conecta.paripassu.com.br (traceability code PQV98MD1WM64AEOJ). This 

study complies with relevant institutional, national, and international guidelines and 

legislation on experimental research and field studies on plants or plant material (ANDRADE 

et al., 2022). 

Each one of the groups had seven to nine samples. Potatoes were not peeled and 

were individually cut before the experiment using regulable stainless steel vegetable mandolin 

model Benriner K91 (Benriner Co., Japan). Our potato discs (slices) were 1 ± 0.1 mm height 

(see Figure 38a). Our cuts were orthogonal to the proximal-distal axis. We discarded the 20 % 

of the proximal and distal portions to avoid using tissues from the bud and stem end. We used 

the centre vegetable portion, which is composed by the parenchyma tissue (uniform shaped 

cells in all directions), and pith tissue with its medullary rays (see Figure 38b) (GROMMERS; 

VAN DER KROGT, 2009; OEY et al., 2016). We used parallel plate disc electrodes with  

29.7 mm diameter (see section 3.1.6 for electrodes characteristics), which covered those tissue 

portion (see Figure 38c). The electrode embraced and held the samples with plastic pressure 

claws at 1 mm distance (d = 1 mm). The millimetre electrode distance facilitates obtaining 

high electric fields compatible with electroporation. The electrodes were cleaned with 70% 
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ethyl alcohol and dried before the sample insertion. All samples were submitted to the same 

process (insertion and removal of the electrode system); this includes the control samples. We 

monitored the potatoes temperature using an infrared thermometer; the temperatures were 20 

± 1.5 ºC.  

Electric pulse protocols were generated by custom made generator (see Figure 16, 

monopolar and bipolar). Protocols were eight pulses of 100 ɛs and a repetition rate of 0.1 Hz. 

The low repetition rate was used to corroborate that the DUT discharged and mitigate 

interference from electroporation memories and electric double layer charging. This protocol 

is similar to European Standard Operating Procedures of Electrochemotherapy (ESOPE) 

(GEHL et al., 2018). Amplitudes (voltage output of the electroporator, V) were varied as the 

electroporation mainly depends on it. The magnitude was estimated as the voltage applied 

divided by the distance between the electrodes. It has been assessed the effect of amplitude 

applying protocols of 12.5, 25 and 50 kV/m. A sawtooth (i.e. ramp) wave study was used to 

measure the sample dependence on the voltage. We used a 150 µs and 1 ms single triangular 

wave. We user each sample only once (one PEF application only). The electric field (E) value 

was estimated using E = V/d. An electroporation measurement system with pre and post 

impedance analysis and voltage and current measurements was configured for this experiment 

as described in chapter 4. In this chapter we will call the apparent impedance as óDC 

resistanceô to facilitate comparison with current literature. Current-voltage measurements 

were acquired in the first and last (eight) pulse of the protocol at 1 GHz using a digital 

oscilloscope Tektronix DPO 2012B with two Tektronix TPP0200 200 MHz (Tektronix, Inc., 

Oregon, United States). A MATLAB R2018b script was used to calculate the sample's 

impedance at DC and 100 kHz. The acquisition equipment errors were diagnosed, and the 

worst-case error equals to 12 %. The electrical impedance study before and after PEF was 

performed with 4294A and 16047E adapter (Agilent Technologies, California, United States). 

We used a 100 Hz to 1 MHz frequency range analysis, as this is the main ɓ-dispersion range. 

The impedance measurements occurred 120 seconds before and after the electroporation 

protocol. 
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Figure 38 ï (a) Potato slices used (1 mm slices). (b) Longitudinal diagram of a potato tuber. 

(c) Electrodes position at the sample. 

(a) 

 
(b) 

Used region

27.9 mm

1 mm Cuts

 
(c) 

 
Source: (b) is Adapted from (GROMMERS; VAN DER KROGT, 2009). (a) and (c) from the author. 
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We execute a histology study to verify for cell destruction. The tissue slice was cut 

using a sharp razor blade, a drop of Methylene blue (0.2% C16H18N3SCl) was placed to mark 

cell walls, and the tissue is observed in the optical microscope Biofocus (BIO1600BA) (see 

Figure 39). Dead cells typically show rupture of the membrane and lose their natural 

morphological formation. Moreover, as potato tubers are known to show dark staining due 

electroporation. The ódark stainingô is the effect of the oxidation due to 

decompartmentalization of certain enzymes and substrates. The samples were stored in a 

sealed place with room temperature at 25 °C and in an acid environment (sealed environment 

with wet paper towel with 2.5 ml of citric acid 4% diluted in deionized water) for a period of 

24 h. Electroporation technique overly extracts polyphenol oxidase enzyme which reacts with 

the oxygen, this reaction leads to a darkening of the vegetable tissue (BERKENBROCK et al., 

2019; IVORRA; MIR; RUBINSKY, 2009). 

 

Figure 39 ï Histological study at microscope slice. 

 

Source: Author. 

 

6.1.2 Vegetal tissue model 

 

Similarly to Chapter 5, we use a useful simplification to model the systemôs 

frequency response which is the assumption that all variations in time occur as sinusoidal 

signals. Thus, solving methods will consider this problem as time-harmonic, and it can be 

formulated as stationary. A frequency range from 10 kHz to 1 MHz is employed, as those are 

one decade from the 100 kHz membrane sensing frequency. This approach applies to all 
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periodic signals applied to linear systems. Furthermore, we can use Fourier analysis to study 

the systemôs frequency response. 

The vegetal tissue model is a novel 2D óhoneycombô infinitesimal geometry of 

hexagonal cells containing intracellular fluid, membrane, wall, and intracellular space. The 

model represents the parenchyma tissue, which is the most uniform tissue of the potato tuber 

(GROMMERS; VAN DER KROGT, 2009; OEY et al., 2016). The geometry is shown at 

Figure 40a. The vertical side boundaries are periodic. We used an analysis area to compensate 

the ónaturalô current diffraction that happen at an óinfiniteô tissue (see the voltage 

measurement location at Figure 40a). There is a current bias of 1 × 10ī3 A between the top 

and bottom boundaries used for small signal analysis. We suppose that our simulation volume 

behaves as an infinitesimal volume. Cell structural parameters of potato tuber tissue are 

described by literature (KONSTANKIEWICZ et al., 2002; REEVE; TIMM; WEAVER, 

1971). However, we did not find previous reports on the cell parts electrical characteristics. 

We used some parameters measured in yeast (HÖLZEL; LAMPRECHT, 1992), and changed 

the extracellular, cytoplasmôs, and membraneôs conductivity to approach our in vitro 

measurements. We used the Appendix D data, N = 69, to calculate in vitro equivalent 

permittivity and conductivity (we used the dimensional chamber parameters to obtain the 

permittivity and conductivity). The used electrical parameters are given in Table 3. 

COMSOL Multiphysics® version 4.4 software (COMSOL, Inc., Stockholm, Sweden) 

is used for FEM modeling and 2D electric currents application (óecô, from the COMSOLôs 

AC/DC Module) (COMSOL, 2018). COMSOL was executed on a laptop running Windows 

10 (64-bits) (Microsoft Corporation, WA, USA), with Core i7-4700HQ processor (Intel 

Corporation, CA, USA), 16 GB RAM and Nvidia GeForce GTX 870M (Nvidia Corporation, 

CA, EUA). The mesh was generated using the COMSOL free triangular semiconductor ófineô 

pre-set selecting a piece of the model as the Figure 40b. This piece was mapped to the other 

seven similar objects. The total element number was approximately 4 million. The detail of 

the membrane and wall are show in Figure 40c and Figure 40d. 

  



76 

 

Figure 40 ï (a) Hexagonal model of potato tuber tissue. The analysis area (dashed orange) is 

used to compute the equivalent electrical properties. Voltage is measured at a point on top and 

bottom of the analysis area. Top and bottom boundaries are the current sources. The vertical 

boundaries are periodic. The mesh is generated using COMSOL at the dashed blue area. This 

mesh is mapped to other seven consecutive areas. (b) Detail of the mesh of piece of the 

hexagonal model. (c) Detail of the membrane. (d) Detail of the wall. Yellow is the 

intracellular content, pink is the membrane, purple is the wall, and grey is the extracellular 

media. 

 

Source: Author. 

 

Table 3 ï Geometry parameters for potato tuber tissue modelling. 

Description Value 

Extracellular conductivity 0.4 S/m 

Extracellular relative permittivity 78 

Cytoplasmôs conductivity 0.8 S/m 

Cytoplasmôs relative permittivity 50 

Membraneôs conductivity 1e-6 S/m 

Membraneôs relative permittivity 7.6 

Cell wallôs conductivity 1e-3 S/m 

Cell wallôs relative permittivity 60 

Source: Author. 
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6.2 RESULTS 

 

Electroporation is generally explained in terms of electric conductivity, thus, the 

increase in pores increases the conductivity of the membrane. This is equally as worsening the 

dielectric characteristic of the membrane. In this chapter we use AC frequency superposing 

the PEF, this approach can sense electroporation. Also, it can introduce further insight in the 

electroporation modelling detailing as the conductivity can be explained as a complex 

number, in other words, we may introduce another degree of freedom to analyse 

electroporation and other voltage dependant phenomena. The nature of electromagnetic waves 

is explained using imaginary space-time (frequency), therefore using the complex variable to 

study PEF may give another degree of freedom in terms of PEF sensing and modelling. The 

use of the instantaneous current and voltage readings on the equipment output has a 

competitive advantage since its electronic topologies use transistors as on/off switches (i.e. 

operating in saturation and not allowing arbitrary shapes). However, in treatments with high 

added value, it is possible to more design complex equipment with PEF and small signal 

generators. Thus, further detailing of the state of electroporation would be possible. 

The impedance during the eight pulse 100 µs monopolar PEF is accordingly to 

Figure 41, and the bipolar PEF is accordingly to Figure 42. The PEF at electroporation levels 

(> 12.5 kV/m) decreases the apparent impedance (called |Z|DC). The 100 kHz show a decrease 

in the phase during electroporation. The absolute 100 kHz impedance increases during PEF at 

reversible electroporation (12.5 kV/m) and decreases at irreversible electroporation.  The 

COMSOL calculated equivalent permittivity and conductivity is shown in Figure 43, the 

model is a good approach specially at 100 kHz. The before and after the frequency spectrum 

is as Figure 44. The > 25 kV/m PEF changes the spectrum in an irreversible way. The 95% CI 

deviations are because the tissue is not entirely homogenous, and some variations in the 

electrode insertion process and delays in the measurement time (see Appendix D). The tissue 

histology and staining after 24 h is shown in Figure 45 (control data did not stain, data not 

shown). 
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Figure 41 ï The impedance monitoring during the 8 pulse 100µs monopolar PEF. The dots 

are the mean. The before and after óô symbol at Z100kHz plots are taken using the impedance 

analyser. Values are means and 95 % CI. 
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Figure 42 ï The impedance monitoring during the 8 pulse 100µs bipolar PEF. 
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Figure 43 ï The equivalent permittivity and conductivity of the 2D COMSOL model (dotted 

lines) and in vitro (areas are 95% CI). 
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Figure 44 ï Impedance measurements before and after the PEF. The monopolar protocols are 

(a) 1 V, (b) 15 V, (c) 30 V and (d) 60 V. The bipolar protocols are (e) 15 V, (f) 30 V and (g) 

60 V. 

 

Source: Autor. 

 








































































































